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Abstract:  This  report  documents  the  results  of  an  assessment  study  of  a  new  technology  for 

distributed  measurements  of  wall-pressure  and  wall-shear  stress  in  a  hydrodynamic 
application.  The  objective  of  the  investigation  was  to  evaluate  the  ISSI  Inc.  S3F 
technology  under  a  range  of  controlled,  laboratory  hydrodynamic  flow  conditions 
representative  of  wall  shear  observed  in  Naval  applications,  moderate  to  high 
Reynolds  number  liquid  flows.  The  active  element  for  this  sensor  is  a  thin  film  made 
of  an  elastomer  with  known  thickness  and  shear  modulus.  The  measurement  is 
accomplished  by  monitoring  the  surface  normal  and  tangential  deformations  of  the 
film  and  then  converting  these  deformation  fields  into  pressure  gradient  and  wall- 
shear  stress.  The  ability  of  these  films  to  operate  in  a  liquid  boundary  layer  at  high 
shear  load  was  tested  in  the  twelve  inch  water  tunnel  at  the  Applied  Research 
Laboratory/Penn  State  University.  Quantitative  and  qualitative  measurements  of  2-D 
pressure  gradient  and  wall-shear  stress  distributions  were  obtained  behind  a  vortex 
generator,  around  two  strut  end-wall  junction  models,  and  in  a  2-D  canonical 
turbulent  boundary  layer.  Qualitative  analysis  of  the  data  indicates  that  the  film 
responds  to  the  direction  and  magnitude  of  the  local  wall-shear  stress  and  wall- 
pressure  gradient  (normal  stress)  under  a  wide  range  of  Reynolds  numbers.  A 
quantitative  comparison  of  the  wall-shear  stress  measurements  from  several  film 
formulations  with  a  drag  balance  was  conducted.  Softer  films,  limited  to  low  wall- 
shear,  agreed  well  for  stress  values  below  50  Pa.  The  stiffest  film  showed  good 
repeatability  and  correctly  indicated  trend,  but  measured  ~  25%  below  the  drag 
balance,  This  difference  may  be  a  film  property  calibration  error.  Results  of  this 
study  indicate  that  the  S3F  technology  can  work  in  moderate  to  high  Reynolds 
number  hydrodynamic  applications.  The  films  provide  a  spatial  distribution  of 
surface  stress  at  a  reasonable  accuracy  that  may  be  as  improved.  The  tests  identified 
several  areas  for  further  evaluation  and  development. 
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INTRODUCTION 

Background: 

The  measure  of  surface  shear  stress  or  skin  friction  is  a  non-trivial  challenge  in 
hydrodynamic  applications.  It  can  require  the  use  of  expensive  mechanical  balances,  intrusive 
probes  and  sensors,  or  a  variety  of  surface  mounted  substances.  A  review  of  the  literature  yields 
a  variety  of  techniques  including  oil  films1,  liquid  crystals,2’3  thermal  sensors1,  an  array  of 
MEMS  based  sensors4,  balance  designs5  and  near  wall  velocity  sensors6,7.  Of  these  established 
techniques  for  shear  stress  measurements,  only  liquid  crystals  or  oil  films  offer  non-intrusive  and 
continuous  distributions  of  shear  over  an  area  on  the  surface.  Both  of  these  techniques  have  been 
utilized  in  wind  and  water  tunnels  with  success;  however  some  limitations  exist  for  each 
technique. 

The  liquid  crystal  coating  technique8  is  a  diagnostic  that  gives  rapid  visualization  and 
measurements  of  surface  shear  stress  magnitude  and  direction  over  an  entire  surface  in  a 
continuous,  non-intrusive  manner.  A  shear-sensitive  liquid  crystal  coating  is  applied  to  the  test 
surface  and  illuminated  by  a  white  light  source.  The  reflected  color  patterns  are  recorded  using  a 
color  video  camera.  Shear-induced  color  changes  are  recorded  continuously,  with  potential  time 
responses  on  the  order  of  milliseconds.  Molecules  within  a  shear-sensitive  liquid  crystal  coating 
scatter  white  light  as  a  spectrum  of  colors,  with  each  color  having  a  different  orientation  relative 
to  the  surface.  Under  normal  illumination,  any  surface  point  exposed  to  a  shear  vector  directed 
away  from  the  observer  exhibits  a  color  change,  with  the  color  shift  being  a  function  of  shear 
magnitude  and  direction  relative  to  that  observer.  Conversely,  if  the  shear  vector  is  directed 
toward  the  observer,  the  coating  exhibits  no  color  change  and  appears  as  a  rust  or  brown  color, 
independent  of  shear  magnitude  and  direction.  The  limitations  of  this  technique  include  the 
requirement  of  multiple  viewing  angles  and  the  fact  that  the  color  change  is  a  function  of  both 
shear  stress  and  direction  of  observation.  Some  difficulty  may  be  encountered  when  working 
with  complex  geometries. 

The  oil  film1,9  technique  is  well  established  as  a  means  of  measuring  shear  stress.  The 
technique  involves  coating  a  model  with  a  thin  film  of  oil  with  a  known  viscosity.  The  thickness 
of  the  oil  film  is  monitored  as  a  function  of  time  and  the  local  shear  stress  is  determined  using  a 
relationship  between  the  oil  thickness  and  the  applied  shear  stress.  Among  the  limitations  of  this 
technique  are  slow  time  response  and  the  need  to  periodically  recoat  the  model  with  oil. 

Measurements  of  pressure  on  aerodynamic  models  have  traditionally  used  arrays  of  pressure 
taps  or  surface  mounted  pressure  transducers.  Non-intrusive  and  continuous  measurements  of 
pressure  have  been  demonstrated  using  Pressure-Sensitive  paint 10  (PSP)  on  wind  tunnel  models. 
PSP  is  an  image-based  technique  where  the  luminescent  intensity  of  the  coating  is  a  function  of 
the  partial  pressure  of  oxygen  to  which  the  paint  is  exposed.  While  the  technique  is  effective  in 
wind  tunnel  testing,  it  is  dependent  on  the  compressibility  of  the  working  fluid,  and  therefore  can 
not  be  used  for  measurements  of  pressure  in  water.  Compliant  film  PSP  formulations  have  been 
developed  for  hydrodynamic  applications  with  marginal  success  at  best.1 1  The  fluorescence 
intensity  of  emitted  light  from  a  fluorescent  dye  embedded  in  the  PSP  film  is  proportional  to  the 
distance  between  molecules  of  one  chromophore  and  an  attenuating  chromophore  embedded  at 
different  strata  in  the  PSP  film. 

In  summary,  while  several  non-intrusive  image  based  techniques  for  measurements  of 
pressure  and  shear  stress  have  been  developed,  none  have  demonstrated  quantitative  distributed 
measurements  of  both  pressure  and  wall-shear  stress  in  water  over  an  area  of  the  surface.  The 
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ISSI  S3F  film  technology  is  a  new  technique  capable  of  measuring  both  pressure  gradient 
(normal  stress)  and  wall-shear  stress  (skin  friction)  over  a  surface  in  a  variety  of  fluids. 

Shear  and  Stress  Sensitive  Film 

The  origin  of  the  Shear  and  Stress  Sensitive  Film  (S3F)  technique  began  in  the  early  1990s  as 
a  direct  method  to  measure  surface  shear  force12.  This  approach  consisted  of  mounting  a  thin 
film  made  of  a  flexible  elastomer  of  known  thickness  (h)  and  shear  modulus  (p)  onto  a  model 
surface,  markers  were  applied  to  the  film  and  the  model  surface  and  an  interference  method  was 
used  to  measure  the  shear  deformation  of  the  film  caused  by  flow.  The  shearing  stress  was 
determined  using  Hooke's  law  relating  shear  to  strain.  The  main  drawback  of  this  method  is  the 
fact  that  gradients  of  the  normal  component  of  force,  pressure  for  aerodynamic/hydrodynamic 
flows,  can  also  create  a  shear-type  displacement  of  the  film  and  thus,  the  method  will  work  well 
only  in  the  absence  of  normal  pressure  gradients13.  The  S3F  technique  therefore,  is  sensitive  to 
both  skin  friction  and  pressure  gradient.  The  potential  to  produce  a  single  sensor  for  the 
measurement  of  both  quantities  was  recognized  by  ISSI  and  has  subsequently  been  under 
development. 

Principal  of  Operation: 

Some  insight  into  the  operation  of  the  S3F  is  gained  by  considering  the  simplified  response 
of  the  film  to  normal  and  tangential  forces.  The  response  to  a  normal  force  is  depicted  in  Figure 
1 .  The  film  will  deform  under  the  normal  load  but  will  not  compress  or  yield.  The  local  thickness 
of  the  film  will  be  modified  by  the  presence  of  the  load  near  the  point  of  action.  Upon  removal  of 
the  load,  the  film  will  return  to  its  original  shape.  Maximum  surface  displacement  is  a  function  of 
the  material  properties  and  the  applied  normal  load.  Materials  are  typically  formulated  to 
produce  deflection  of  less  than  5%  of  total  material  thickness  under  anticipated  maximum 
loading,  and  can  be  produced  to  provide  less  than  1%  deflection.  The  stressed  film  thickness  is  a 
function  of  the  applied  normal  force  (Fn),  the  original  thickness  of  the  film  (h),  and  its  modulus 
(p):  /t=f(FN,  h,  p). 

The  film  responds  to  gradients  in  pressure  and  not  changes  in  static  pressure.  This  can  be  a 
significant  advantage  for  several  reasons.  First,  the  sensor  is  a  differential  rather  than  an  absolute 
gauge  and  thus,  can  be  tuned  for  applications  that  require  larger  or  smaller  sensitivity. 
Furthermore,  the  result  is  a  shear  sensor  that  is  insensitive  to  static  pressure  changes. 

!h 

The  film  will  displace  under  the  load  as  the  film  shears 

Normal  Force  FN 

lh 

The  loaded  thickness  is  a  function  of  the  applied  force, 
the  original  thickness  of  the  film,  and  the  shear  module  of  the  film 

Figure  1 :  Response  of  the  S3F  to  a  normal  load. 
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The  response  of  the  film  to  a  tangential  force,  Ft,  is  depicted  in  Figure  2.  Here,  the  surface  of 
the  film  will  undergo  a  tangential  displacement,  Dx,  due  to  the  load  but  again  will  not  yield  or 
compress.  The  response  of  the  film  may  be  visualized  by  considering  a  series  of  markers  on  the 
surface  of  the  film.  The  markers  will  be  displaced  as  the  film  shears  and  this  displacement  is  a 
function  of  the  film  properties.  Again,  upon  removal  of  the  load  the  film  will  return  to  its  original 
shape.  The  actual  response  of  the  film  is  more  complex  as  the  responses  are  mildly  coupled,  a 
pure  tangential  load  will  generate  a  slight  change  in  film  thickness  and  a  pure  normal  load  will 
generate  a  slight  tangential  displacement.  These  simplified  examples  however  demonstrate  the 
basic  operation  of  the  S3F. 

One  final  property  of  interest  is  the  films  frequency  response  and  their  potential  as  a  high- 
frequency  probe  for  both  shear  stress  and  pressure.  The  range  of  the  linear  frequency  response  of 
such  an  elastomer  is  limited  by  the  natural  frequency,  /0,  of  the  shear  oscillation  and  can  be 
estimated  as 


(1) 


where  p  is  the  film  density.  By  changing  pe(10  -  1000)Pa  and  he (0.1  -  l)mm,  it  is  possible  to 
adjust  the  frequency  response  of  the  film  from  0.3  to  10kHz. 


Surface  markers  displace  under  the  load  as  the  film  shears 


Displacement 


Tangential  Force  FT 


D, 


F 
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The  displacement  is  a  function  of  the  applied  force, 
the  thickness  of  the  film,  and  the  shear  module  of  the  film 

Figure  2:  Response  of  the  S3F  to  a  tangential  load. 

Film  Application  and  Calibration: 

In  order  for  a  S3 F  sensor  to  produce  the  desired  results  it  must  be  applied  to  the  surface  under 
study.  There  are  several  ways  for  films  to  be  applied  to  a  surface  including  spraying  with  an 
airbrush,  allowing  the  film  to  polymerize  in  a  cavity  on  the  model  surface,  and  forming  the  film 
in  a  cavity  on  a  flexible  layer  which  can  be  glued  onto  a  model  surface.  Forming  films  in  cavities 
provides  good  control  of  the  film  thickness  and  physical  properties  and  control  of  these 
parameters  is  necessary  for  quantitative  measurement  of  pressure  and  shear  stress.  Film 
formation  consists  of  pouring  the  polymer  components  into  a  flat  cavity  with  a  smooth  or 
polished  bottom.  The  film  thickness  can  be  estimated  by  direct  measurements  using  either  optical 
absorption  or  a  capacitive  thickness  gauge.  The  film  calibration  procedure  involves  applying  a 
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specified  load  to  the  film  surface  and  measuring  the  corresponding  normal  and  tangential 
deformation  of  the  film. 


Measurement  System: 

The  process  of  measuring  pressure  and  shear  is  accomplished  in  two  steps.  First,  the  normal 
and  tangential  deformation  of  the  film  is  optically  measured.  These  deformations  are  then 
converted  to  forces  using  a  physical  stress/strain  model  of  the  film.  For  these  tests,  the  normal 
deformation  of  the  film  is  measured  using  fluorescence  and  the  tangential  deformation  is 
measured  using  a  cross-correlation  imaging  technique.  The  experimental  setup  for  this  S3F 
measurement  system  is  presented  in  Figure  3.  All  three  deformation  components  can  be  extracted 
from  a  set  of  flow-off  (unloaded)  and  flow-on  (loaded)  images  taken  by  a  single  hi-resolution 
CCD  camera. 

The  normal  component  in  this  configuration  is  measured  using  the  fluorescence  signal 
emitted  from  a  fluorescent  probe  embedded  in  the  S3F.  Two  images  are  acquired,  an  unloaded 
and  loaded  image,  and  the  ratio  of  these  images  is  a  linear  function  of  film  thickness.  This  type 
of  thickness  measurement  requires  a  stable  light  source  and  at  least  a  12-bit  CCD  camera.  The 
tangential  displacement  is  obtained  by  spatially  cross-correlating  the  wind-off  and  wind-on 
images  of  the  surface  providing  a  two-component  deformation  map.  The  surface  of  the  film  is 
lightly  doped  with  small  particles  that  adhere  to  the  surface  of  the  film  under  load,  and  do  not 
alter  the  surface  roughness  characteristics  of  the  film.  This  combined  fluorescence  and  cross¬ 
correlation  procedure  was  selected  for  the  first  generation  system  because  it  could  be 
implemented  using  a  single  CCD  camera. 
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Figure  3:  S3F  data  acquisition  system. 
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Stress  Analysis  Model  for  Determination  of  Forces: 

The  process  of  converting  deformations  to  physical  stresses  is  based  on  a  physical  stress 
analysis  model  of  the  film.  Consider  a  ID  load  applied  to  the  film  surface;  in  this  case  the  film 
deformation  can  be  treated  in  2D  space.  A  rectangular  cavity  of  specified  thickness  on  a  plate  is 
filled  with  an  S3F.  Constant  loads  (normal  or  tangential)  are  applied  to  a  small  region  on  the  film 
surface.  Since  the  S3F  is  an  elastic  solid,  it  is  deformed  under  the  applied  force,  a  point  in  the 
solid  originally  at  (x,y)  is  moved  to  (X,Y)  upon  application  of  the  load.  If  the  displacement 
vector  r  =( r, ,r2 )  =  ( X  - x,Y  - y )  is  small,  Hooke’s  law  relates  the  stress  tensor  a  inside  the 
solid  to  the  deformation  (strain)  tensors  14: 


°,j  =ASuV.r+fiejt  ey=- 


dri  +drJ 


^  dXj  dxj 


(2) 


where  S:j  is  the  Kroneckcr  symbol  ( 8tj  = 1 ,  ifi-j,  5tj  = 0 ,  ifi*j),  and  X,fj,  are  the  Lame’s 


constants  describing  the  mechanical  properties  of  the  material  in  terms  of  the  modulus  of 
elasticity  E,  and  Poisson  ratio  v 

0) 

(1  +  y)(l  -2v)  (1  +  2v) 

Writing  the  equation  of  elasticity  in  a  form  for  the  displacement  vector  r(x)  e  Q  and  assuming 
that  no  displacement  occurs  at  the  boundaries  of  the  cavity  (boundary  condition). yields: 


l Vs j (FK  W  +  te„ {r)£jj (w)]  =  j? •  w,  Vive  Q. 


(4) 


These  integrals  are  in  volume  Q,  and  on  the  boundary  T.  In  equation  (4),  r(x)  is  an  unknown 
deformation  field  and  w(x)  is  a  test  function  or  virtual  deformation  field. 

To  further  simplify  the  physical  model  of  the  S3F  in  Equation  (4),  the  response  of  the  film 
can  be  modeled  using  the  response  functions  of  the  film  to  individual  normal  and  tangential 
loads.  The  response  function  of  the  film  to  a  normal  load  at  the  surface,  8n(x),  includes  a  normal 
response  function,  n„(x)  and  a  tangential  response  function,  ns(x).  Similarly,  the  response 
function  of  the  film  to  a  tangential  load  applied  at  the  surface,  5s(x),  includes  both  a  normal, 
s„(x),  and  tangential,  ss(x),  response  function.  The  elastic  reaction,  R (x)=(Rx,  Ry),  can  be 
expressed  as  the  convolution  of  the  response  matrix  and  the  applied  load  components.  Assuming 
that  the  system  is  linear,  this  yields: 

R(x)=  Jg(jc  —  V)  L(jc’) 


response  matrix  (5) 

applied  loads 

If  the  response  matrix,  G(x),  can  be  determined  experimentally  or  by  a  Finite  Element  model,  the 
applied  loads,  L(x),  can  be  determined  by  de-convolution  of  Equation  (5). 

L  =  G  1  R  (6) 

Finally,  rewriting  Equation  (5)  in  a  discreet  form  for  the  reaction  of  the  film  to  an  arbitrary  set  of 
loads  applied  at  discreet  surface  locations  yields: 


L(x)=(L„,L;) 
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normal  reaction 


«  * 


in 

Rnj  =Ax^Lnknn(xj-xk)  +  Lgksn(xj-xk) 


k=0 

N 


RSj  =AxZLnkns(xj-xk)  +  LgkSs(xj-xk)  tangential  reaction 

k=0 

where  Lj  =  (Lnj ,  Lsj )  are  discreet  loads 

applied  at  surface  locations  Xj  =  [xQ  ,xn  ] 

This  system  of  linear  equations  with  unknown  L*  has  the  diagonally  dominant  matrix 


(7) 


( n  s  ^ 

unjk  anjk 

Vnsjk  Ssjky 


(8) 


This  matrix  can  be  inverted  and  used  to  solve  for  the  original  loads. 


Film  Stress  Measurement  Uncertainty: 

The  uncertainty  in  the  S3F  film  measurement  technique  for  estimation  of  normal  and 
shear  stresses  is  dependent  on  several  factors.  The  film  thickness  and  modulus  governs  the 
amount  of  surface  deformation  for  an  applied  load,  and  controls  the  frequency  response  and 
stability  limit  (surface  wave  motion)  of  the  film.  These  film  properties  then  determine  the 
required  spatial  resolution  needed  in  the  imaging  system  and  define  the  limit  of  acceptable 
surface  deformation  for  the  flow  under  study.  A  film  that  produces  too  much  surface 
deformation  can  alter  the  boundary  conditions  of  the  flow  (smooth  to  rough  surface).  The 
uncertainty  in  the  fluorescence  based  normal  force  measurement  will  be  a  function  of  the  dye 
used  (temperature  sensitivity,  quantum  yield,  signal  strength),  the  bit  resolution  of  the  imaging 
system  used  to  record  the  fluorescent  intensity  of  the  signal,  the  stability  of  the  light  source  used 
to  illuminate  the  dye  and  the  uniformity  of  the  film  layer  on  the  surface  of  the  model.  Under 
ideal  conditions,  ISSI  indicates  that  normal  forces  can  be  measured  to  better  than  1%  uncertainty. 
Wind  tunnel  tests  on  models  of  varying  shape  and  size  have  shown  that  Cp  can  be  measured  to 
within  5%  when  compared  to  a  distribution  of  surface  pressure  taps. 

The  shear  stress  uncertainty  is  not  only  dependent  on  the  film  properties  but  also  on  the 
imaging  system  resolution.  The  technique  is  a  variant  of  a  “PIV”  measurement  of  the  surface 
strain  field  in  the  plane  of  the  film.  The  particles  do  not  move  freely  and  do  not  vary  from  frame 
to  frame,  thus,  image  quality  of  the  particle  field  can  be  good.  Furthermore,  the  repeatability 
from  image  to  image  can  be  good  providing  quality  estimates  of  the  mean  displacement  field 
with  low  standard  deviation.  Stationary  targets  are  embedded  in  the  film  and  used  to  quantify 
and  correct  for  model  vibration  or  displacement  independent  of  the  film  surface  displacement 
caused  by  the  flow.  These  film  characteristics  coupled  with  the  proprietary  image  processing 
routines  used  by  ISSI  to  compute  image  cross  correlation  and  provide  a  measure  of  the  surface 
particle  deformation  field  provide  sub-pixel  resolution  in  the  estimate  of  surface  strain.  In  an 
optimally  designed  system  (properly  chosen  film  modulus  and  film  thickness,  high  quality 
imaging,  good  image  resolution,  etc.),  ISSI  indicates  that  the  statistical  sub-pixel  accuracy  of  the 
mean  sub-pixel  displacement  can  be  as  good  as  1/20  of  a  pixel.  This  estimate  is  dependent  on 
the  number  images  used  in  the  mean  estimate  and  the  level  of  unsteadiness  in  the  flow  producing 
the  surface  shear.  In  a  time  dependent  flow  using  the  high  frequency  capabilities  of  the  film,  the 
shear  stress  uncertainty  based  on  a  single  image  pair  may  be  as  high  as  20%  depending  on  the 
experimental  setup. 
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EXPERIMENTAL  APPROACH 


a  A 


To  demonstrate  the  potential  of  the  S3F  for  measurements  of  pressure  and  shear  stress  in 
water  under  relatively  high  shear,  several  experiments  were  performed  in  the  twelve  inch  water 
tunnel  at  the  Applied  Research  Laboratory  (ARL)  of  Penn  State  University.  These  experiments 
include  both  qualitative  and  quantitative  measurements  of  pressure  and  shear  stress  over  a  range 
of  velocities.  Experiments  were  conducted  in  the  two-dimensional  test  section  of  the  12-inch 
diameter  water  tunnel  at  ARL/Penn  State.  The  12  inch  tunnel  rectangular  test  section  provided  an 
ideal  facility  to  asses  the  S3F  performance  in  water.  Figure  4  provides  a  schematic  of  the  12-inch 
tunnel  and  a  list  of  the  appropriate  operating  conditions.  This  test  section  has  a  rectangular  cross 
section  that  measures  508  mm  in  span  by  1 14  mm  in  height  by  762  mm  in  length.  Turbulence 
control  is  through  a  section  of  honeycomb  in  the  plenum  with  a  25  mm  core  size,  152  mm  deep 
and  an  1 1.3:1  contraction  ratio  inlet  nozzle.  The  test  section  turbulence  intensity  is  roughly  0.3- 
0.5%  over  the  velocity  range15.  The  current  investigation  uses  the  tunnel  wall  boundary  layer. 
This  side-wall  boundary  layer  has  been  characterized  by  two-component  LDV  and  is  a  canonical, 
zero  pressure  gradient,  two-dimensional  turbulent  boundary  layer16. 

The  flat  plate  model  on  which  the  measurements  were  made  was  designed  to  replace  an 
existing  279  mm  by  533  mm  test-section  window.  This  plate  is  mounted  flush  with  the  side  wall 
and  forms  the  floating  element  surface  of  drag  balance  assembly.  Skin  friction  drag  is  measured 
with  a  317.5  mm  long  by  152.4  mm  span  drag  balance,  centered  in  the  tunnel  test  section.  A 
strain  gauged  shear  flexure  is  used  to  measure  the  skin  friction  drag  force  on  the  wetted  surface 
(flat  plate  model)  of  the  drag  balance.  The  drag  balance  is  dry  calibrated  with  weights  prior  to 
installation  in  the  tunnel.  Fontaine  et  al.17  describe  the  balance  assembly  and  its  operational 
characteristics. 

Free  stream  velocity  can  be  accurately  controlled  and  measured  over  a  range  from  0  m/s  to 
19  m/s,  with  independent  control  and  measurement  of  the  tunnel  static  pressure  at  any  velocity. 
The  water  temperature  is  continually  monitored  by  a  thermistor  and  can  be  roughly  controlled  by 
draining  and  refilling  the  tunnel.  The  facility  has  excellent  optical  access  on  three  sides  of  the 
test  section  with  ample  room  to  setup  transmitting  and  receiving  hardware  for  the  optical 
measurements.  For  these  tests,  the  imaging  system,  shown  in  Figure  5,  was  mounted  directly  on 
the  top  of  the  test  section  and  S3F  samples  were  mounted  on  the  bottom  surface  of  the  test 
section,  as  shown  in  Figure  5.  A  tent  was  erected  around  the  test  section  to  limit  ambient  light. 

The  quantitative,  drag  balance  tests  were  conducted  in  a  randomized  blind  test.  The 
ffeestream  velocity  (skin  friction)  was  varied  in  a  random  order  from  zero  to  maximum  velocity 
for  all  S3F  samples  tested.  Film  deformation  images  were  recorded  by  ARL  staff  and  sent  to 
ISSI  for  data  processing  without  identification  of  the  corresponding  test  parameters.  The  ISSI 
processed  results  were  then  sent  back  to  ARL  for  comparison  to  the  known  test  conditions  for 
each  test  run.  This  procedure  provides  an  unbiased  estimate  of  the  S3F  measured  wall-shear  for 
comparison  with  the  known  test  conditions. 
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Rectangular 
•wiring  section 


•Closed  circuit,  closed  jet. 

•Drive:  mixed  flow,  peerless  pump. 
•Power:  150  hp. 

•Tests: 

>Steady  and  time  dependent 
operation. 

>  Force  and  pressure 
measurements. 


•Speed:  0  m/s  to  21  m/s. 

•Tl%:  <0.5%. 

•Pressure:  413.7  kPa  to  20.7  kPa. 
•Cavitation  #:  >  0.1  dependent  on 
velocity. 

•dP/dx  =  0±  0.25%  of  total 
dynamic  head. 

•Measurement  Caoabilities: 


Figure  4:  ARL  12-inch  water  tunnel. 


Figure  5:  Schematic  of  Optical  setup  in  12”  tunnel.  Flow  is  out  of  the  plane. 

RESULTS 


Strut-Endwall  Flow 

The  goal  of  this  test  was  to  demonstrate  the  ability  of  the  S3F  to  qualitatively  detect  shear 
stresses  in  water.  The  selection  of  the  strut-endwall  flow  is  based  on  the  simplicity  of  the  setup  as 
well  as  the  wide  recognition  of  the  resulting  complex  flow  field.  This  flow  field  includes 
stagnation  points,  recirculation  zones,  and  pressure  gradients.  Two  strut-endwall  test 
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configurations  were  measured.  A  cylindrical  strut  with  a  span  that  protruded  beyond  the 
approach  boundary  layer,  and  a  shorter,  cylindrical  strut  that  had  a  span  of  roughly  50%  of  the 
approach  boundary  layer.  These  two  model  configurations  produce  two  distinct  flow  fields.  The 
long  strut  produces  the  classic  strut-endwall  flow  field  comprised  of  a  stagnation  flow, 
generation  of  a  junction  vortex  and  the  downstream  separation  region.  The  shorter  strut  produces 
a  qualitatively  similar  approach  flow  but  has  an  altered  downstream  flow  pattern  due  to  the 
downstream  stagnation  region  generated  by  the  approach  boundary  deflecting  over  the  cylinder 
and  turning  back  down  toward  the  wall  in  the  separated  flow  region  downstream.  This  produces 
a  3-D  flow  field  qualitatively  similar  to  that  produced  by  flow  over  a  3-D  blunt  object.  The 
turbulent  boundary  thickness  at  the  streamwise  location  of  the  plug  ranged  from  6  to  1 5  mm 
depending  on  free  stream  velocity. 

The  strut-endwall  tests  were  conducted  by  mounting  a  cylinder  along  the  edge  of  a  1 9-mm 
diameter  plug  with  a  1-mm  deep  cavity  that  was  filled  with  S3F.  The  tests  with  the  short  cylinder 
were  conducted  with  a  3-mm  diameter  cylinder  5-mm  high,  centered  near  one  edge  of  the  cavity. 
The  classic  strut-endwall  tests  with  the  long  cylinder  were  conducted  with  a  5-mm  diameter  strut 
that  was  approximately  50-mm  long.  The  plug  was  mounted  in  the  lower  wall  of  the  test  section 
with  the  film  downstream  of  the  cylinder  and  data  was  acquired  at  several  velocities  up  to  3.1 
m/s  using  exposure  times  of  20-ms.  For  the  long  cylinder,  the  plug  was  then  rotated  so  that  the 
cylinder  was  located  upstream  of  the  film  and  the  test  conditions  were  repeated.  Data  from  the 
upstream  and  downstream  test  configurations  can  be  combined  to  provide  a  full  representation  of 
the  flow  around  the  long  strut. 

The  short  strut  data  are  shown  in  Figure  6  for  a  tunnel  speed  of  1 .5  m/s.  In  this  case,  only  the 
downstream  condition  was  acquired  so  the  image  shows  the  tangential  and  normal  displacement 
field  on  the  downstream  side  of  the  short  strut.  The  vectors  represent  the  magnitude  and 
direction  of  the  tangential  displacement  field  (indicative  of  shear  stress)  and  the  color  scale 
represents  the  normal  displacement  field  (indicative  of  pressure  gradients).  Note,  the  vectors 
indicate  that  the  film  responds  to  both  the  direction  and  magnitude  of  the  shear  stress  as 
evidenced  by  the  data  near  the  downstream  stagnation  point.  In  both  endwall  strut  tests, 
measured  pixel  displacement  varied  from  sub-pixel  displacement  in  the  low  shear  areas  to 
approximately  1  pixel  displacement  in  the  high  shear  regions  of  the  flows.  The  vectors  depict  a 
separated  flow  with  evidence  of  a  downward  directed  flow  stagnation  point  as  the  boundary  layer 
flows  up  over  and  around  the  cylinder.  This  downward  directed  flow  downstream  produces 
localized  increases  in  wall  shear  magnitude  as  the  two  flow  fields  (side  directed  flow  around  the 
cylinder  and  the  downward  directed  flow  over  the  cylinder)  merge.  The  static  pressure  gradient 
pattern  along  the  wall  is  also  illustrated  in  Figure  6  (color  contours).  The  stagnation  and  the 
separation  regions  are  clearly  depicted  in  the  images.  The  S3F  technique  provides  a  measure  of 
the  pressure  gradient,  and  therefore  a  local  pressure  measurement  in  the  image  field  can  be  used 
to  anchor  the  gradient  measurements  and  provide  a  wall  static  pressure  distribution  around  the 
model.  Tangential  and  normal  displacement  values  along  the  centerline  (section  A-A  in  Figure  6) 
are  converted  to  quantitative  values  of  shear  stress  and  pressure,  this  data  is  also  presented  in 
Figure  6. 

The  classic  strut-endwall  test  results  with  the  long  cylinder  are  shown  in  Figure  7.  In  this 
case,  the  upstream  and  downstream  images  were  combined  to  produce  a  composite  map  of  the 
flow.  Again,  the  tangential  displacement  field  is  represented  using  vectors  to  show  both 
magnitude  and  direction,  and  the  color  contours  represent  normal  displacements.  The  location  of 
the  upstream  junction  vortex  is  apparent  in  the  tangential  displacement  vectors  shown  in  Figure 
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7.  These  contour  lines  illustrate  the  curved  geometry  of  the  junction  vortex  as  it  wraps  round  the 
strut  and  provides  an  estimate  of  the  upstream  displacement  of  the  vortex  core  from  the  leading 
edge  of  the  strut.  The  low  free  stream  speed  produces  a  large  junction  vortex  that  does  not  tightly 
wrap  around  the  cylinder  as  depicted  by  the  direction  of  the  contour  lines.  The  stagnation  point  is 
clearly  located  on  the  upstream  side  of  the  cylinder  and  regions  of  increasing  shear  are  present  as 
the  flow  accelerates  around  the  cylinder.  The  downstream  flow  again  includes  a  wall-shear  stress 
stagnation  point,  however  in  this  case  the  pressure  gradient  is  relatively  flat.  This  stagnation 
point  is  the  result  of  the  flow  directed  around  the  cylinder  merging  behind  the  cylinder.  The  data 
along  the  centerline  (section  A- A)  is  converted  to  quantitative  values  of  pressure  and  shear  stress 
and  are  also  presented  in  Figure  7.  The  locations  of  the  upstream  and  downstream  stagnation 

2 

points  are  evident  as  is  the  relatively  flat  pressure  gradient.  In  these  figures,  ACp  =  (P-Pref)/pU 
where  Pref  is  the  free  stream  pressure  (15  psia).  The  skin  friction  coefficient  is  Cf  =  2xw/pU2. 

The  freestream  velocity  is  U  in  m/s  and  xw  is  the  wall  shear  stress. 


Figure  6:  Strut-endwall  flow  with  the  short  strut. 
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Figure  7:  Strut-endwall  flow  with  the  long  strut. 


Pressure  and  Shear  Stress  behind  a  Vortex  Generator 

The  cylinder  geometry  was  replaced  with  a  Delta- wing  type  vortex  generator  to  further 
illustrate  the  ability  of  the  S3F  to  detect  pressure  gradients  and  wall  shear  patterns  generated  by 
secondary  flow  structures  in  a  boundary  layer.  The  vortex  generator  flow  is  of  interest  for  this 
study  due  to  the  one-dimensional  structure  of  the  flow.  Remember  that  the  model  currently  used 
to  convert  tangential  and  normal  displacements  to  quantitative  pressures  and  shear  stress  is  based 
on  a  one-dimensional  linear  assumption.  The  sections  selected  in  Figure  6  and  Figure  7  for 
conversion  to  quantitative  data  were  chosen  because  the  shear  stress  along  these  lines  is  one¬ 
dimensional.  The  vortex  generator  flow  produces  a  one-dimensional  shear  stress  field,  and 
therefore  the  conversion  to  quantitative  values  of  pressure  and  shear  along  several  sections 
should  be  possible. 

A  2-inch  by  4-inch  cavity  of  1-mm  depth  was  filled  with  S3F  and  a  small  vortex  generator 
was  positioned  on  the  upstream  side  of  the  cavity.  Again,  data  was  acquired  at  several  tunnel 
velocities  up  to  3.1  m/s.  The  tangential  and  normal  deformation  field  for  tunnel  operation  at  1.5 
m/s  is  shown  in  Figure  8.  The  presence  of  the  vortex  is  indicated  by  the  sharp  variations  in  the 
normal  deformation  field  associated  with  the  pressure  gradient  from  the  shed  vortex.  The  color 
contours  show  the  high  pressure  field  (blue  and  magenta)  caused  by  the  downward  directed  flow 
of  the  vortex  on  one  side  with  the  corresponding  low  pressure  field  (yellow  and  red)  on  the 
upwash  side  of  the  vortex  as  illustrated  in  Figure  8.  The  scale  on  the  left  indicates  percent  normal 
deformation  of  the  film,  with  positive  values  designating  the  film  is  thinner  and  negative  values 
designating  the  film  is  thicker.  Quantitative  values  of  pressure  and  shear  are  also  presented  in 
Figure  8  for  three  sections  downstream  of  the  vertex  generator.  As  expected,  the  magnitude  of 
the  pressure  and  shear  stress  disturbance  are  higher  near  the  trailing  edge  of  the  vortex  generator. 
As  the  vortex  convects  downstream,  viscous  dissipation  spreads  the  vortex  out  creating  a  wider 
region  of  influence  but  a  smaller  magnitude  of  shear  stress  and  pressure.  The  quantities  of  Cf  and 
ACP  are  defined  as  is  Figures  6  and  7. 
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Wail  Shear  Stress  Measurements  Using  S3F  Plugs 

Quantitative  measurements  of  shear  stress  should  be  possible  with  the  S3F  and  these 
measurements  should  be  repeatable  using  films  of  different  properties.  This  was  verified  by 
measuring  wall  shear  on  the  wall  of  the  12-inch  tunnel  test  section  using  three  S3F  samples  with 
differing  material  properties  (stiffness).  Several  plugs  with  a  cavity  diameter  of  19-mm  and  a 
depth  of  1-mm  were  filled  with  S3F.  Each  plug  had  a  S3F  with  a  different  shear  modulus, 
varying  from  290  Pa  to  591  Pa.  The  plugs  were  positioned  flush  with  the  lower  wall  of  the  test 
section  and  data  were  acquired  at  several  velocities  from  0.6  m/s  to  3.7  m/s.  The  shear  stress 
measured  by  the  three  plugs  as  function  of  velocity  is  presented  in  Figure  9.  Note  that  while  the 
shear  modulus  of  the  film  is  varied  by  a  factor  two,  the  measured  shear  stress  is  relatively 
constant. 

To  evaluate  the  accuracy  of  the  S3F  measurements  they  are  compared  to  experimental 
measurements  of  shear  stress  on  a  drag  balance.  Experimental  measurements  of  shear  stress  were 
conducted  over  a  range  of  velocities  between  0.75-m/s  and  4-m/s  using  the  ARL  drag  balance 
and  these  data  points  were  used  to  generate  a  curve  for  comparison  to  the  S3F  data.  The  S3F  data 
are  plotted  with  the  drag  balance  curve  in  Figure  9.  The  S3F  data  compares  favorably  with  the 
drag  balance  measured  average  shear  stress  in  this  velocity  range.  Unfortunately  the  films 
produced  for  this  portion  of  the  test  were  not  stiff  enough  to  withstand  higher  velocities  and 
could  not  be  tested  above  4  m/s  without  the  formation  of  surface  waves.  Much  of  the  interest  in 
the  ARL  water  tunnel  facility  involves  higher  velocity,  and  thus  higher  shear  stress 
environments.  While  this  data  can  not  clearly  validate  the  quantitative  aspect  of  the  S3F  at  the 
higher  velocities,  it  is  concluded  that  the  measurements  are  repeatable  using  films  of  different 
properties  and  these  measurements  compare  favorably  with  experimental  measurements  of  shear 
stress  using  a  drag  balance.  The  S3F  wall-shear  stress  measurement  technique  is  basically  a 
surface  PIV  measurement  of  the  surface  strain  field.  As  a  result,  it  is  sensitive  to  similar 
uncertainties  in  the  “particle”  displacement  measurement.  The  S3F  data  presented  in  Figure  9 
represents  strain  displacements  of  less  than  1  pixel  at  the  lowest  velocity  to  greater  than  1  pixel 
at  the  higher  velocities.  The  increased  error  at  low  velocity  may  be  due  to  a  sub-pixel 
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displacement  uncertainty  or  resolution  effect  creating  a  bias  offset  in  the  results.  It  is  possible 
that  the  error  may  also  be  associated  with  calibration  uncertainty  in  determining  the  film 
properties  (thickness  and  modulus)  that  are  used  in  the  stress  analysis  model  to  determine  applied 
load  in  response  to  the  measured  surface  deformation. 


S3F  Plugs 


Velocity  [m/s] 


Figure  9:  Shear  stress  measured  using  three  S3F  plugs  at  a  range  of  velocities. 


Effect  of  Static  Pressure  Changes  on  S3F 

One  issue  of  concern  was  the  effect  that  static  pressure  changes  would  have  on  the  S3F 
measurement  of  the  surface  stress  distribution.  Theoretically,  the  film  is  not  compressible  and 
therefore,  changes  in  static  pressure  should  have  no  effect  on  measurements  of  shear  stress.  In 
reality,  even  a  slight  compressibility  of  the  film  could  have  an  impact  on  shear  stress 
measurements  as  the  magnitude  of  the  pressure  force  is  often  several  orders  of  magnitude  larger 
than  the  magnitude  of  the  shear  stress.  The  12-inch  tunnel  provides  an  excellent  environment  to 
test  this  assumption.  The  tunnel  velocity  conditions  can  remain  constant  while  the  tunnel  static 
pressure  is  varied.  The  test  procedure  is  based  on  the  assumption  that  the  shear  stress  is  a 
constant  for  a  given  velocity  while  the  static  pressure  is  varied.  The  data  is  reduced  using  a  wind- 
on  image  at  20-psia  as  the  reference  condition,  this  should  allow  the  effect  of  static  pressure  to  be 
evaluated.  Assuming  that  the  static  pressure  has  no  impact  on  measurements  of  pressure 
gradients  and  shear  stress,  the  reduced  data  should  show  zero  tangential  and  normal  deformation. 

The  19-mm  diameter  by  1-mm  deep  plugs  were  mounted  flush  with  the  tunnel  wall.  Images 
of  the  film  were  acquired  at  a  tunnel  speed  of  1.5  m/s  while  the  tunnel  static  pressure  was  varied 
between  10-psia  and  30-psia.  Reduced  data  for  15-psia  and  30-psia  tests  are  shown  in  Figure  10. 
While  the  normal  displacement  field  is  constant,  a  slight  variation  in  the  tangential  displacement 


13 


► 


field  was  detected.  The  tangential  displacement  field  varied  over  the  surface  of  the  plug  and  the 
magnitude  was  approximately  0.1  pixel.  Note  in  Figure  10,  the  distortion  in  the  tangential  field  is 
directed  inward  when  the  tunnel  is  at  a  higher  pressure  than  the  reference  condition  and  outward 
when  the  tunnel  is  at  a  lower  pressure.  At  this  point,  these  results  are  considered  inconclusive. 
The  distortion  in  the  tangential  displacement  field  may  be  associated  with  the  imaging  system 
and  not  the  film.  Changes  in  the  tunnel  static  pressure  result  in  distortion  or  residual  stress  in  the 
tunnel  windows  and  this  could  cause  slight  distortions  in  the  S3F  images  since  the  film  is  imaged 
through  this  window.  Since  the  original  wind-on  image  was  obtained  at  a  tunnel  static  pressure 
of  20  psia,  the  reversing  sign  in  the  measured  wall  shear  stress  distributions  with  varying  tunnel 
static  pressure  above  and  below  20  psia  may  be  reasonable  if  this  error  is  caused  by  small  stress 
gradients  (refractive  index  gradients)  in  the  window  induced  by  the  changes  in  the  pressure 
loading. 


•  Normal  component  constant  •  High  pressure  vectors  point  in 

•  Shear  component  distorted  •  Low  pressure  vectors  point  out 

•  Image  warping?  •  Magnitude  ~  0. 1  pixel 


Figure  10:  Response  of  film  to  changes  in  static  pressure. 


It  should  be  noted  that  the  normal  force  associated  with  a  5-psi  change  in  static  pressure  is 
about  34  KPa  while  the  tangential  force  is  about  30  Pa;  a  relative  magnitude  of  about  1000.  If 
there  is  any  cross  talk  between  the  static  pressure  and  shear  stress  this  effect  would  be  difficult  to 
eliminate  here.  We  believe  that  the  distortion  error  could  be  minimized  by  acquiring  a  wind-off 
image  at  each  static  pressure.  An  alternative  solution  would  be  to  image  through  windows  that 
have  a  lower  sensitivity  to  refractive  index  change  with  applied  load.  Regardless  of  the  cause  of 
the  variation  however,  care  must  be  taken  to  eliminate  this  source  of  error  from  the  system. 

Wall  Shear  Stress  Measurements  Using  Stiffer  S3F  Films 

The  first  entry  in  the  water  tunnel  provided  promising  results,  however  the  films  produced 
for  this  entry  were  too  soft  to  operate  above  4  m/s.  To  evaluate  the  S3F  for  measurements  at  the 
higher  shear  stresses  generally  encountered  in  the  12-inch  tunnel,  a  second  entry  was  conducted. 
The  goal  of  this  entry  was  to  make  a  direct  comparison  between  the  shear  stress  measured  by  the 
12”  tunnel  large  drag  balance  and  that  measured  by  the  S3F  film  with  stiffer  characteristics 
suitable  for  higher  shear  stress  loads.  S3F  films  were  applied  to  an  aluminum  plate  that  mounted 
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onto  the  tunnel  drag  balance  .  The  plate  included  two  cavities  of  1-mm  depth,  one  cavity  was 
filled  with  S3F  of  shear  modulus  ~  3.67  KPa  and  the  second  cavity  contained  S3F  with  a  shear 
modulus  of  ~  12.54  KPa.  The  plate  was  installed  on  the  balance  floating  element  in  the  tunnel 
and  images  were  acquired  by  ARL  staff  at  a  series  of  tunnel  velocities. 

These  ARL  tests  were  conducted  using  a  short  exposure  version  of  a  12-bit  PCO  Sensicam 
camera,  similar  to  that  used  by  ISSI  but  with  reduced  imaging  capability.  The  ISSI  model  PCO- 
1600  camera  has  a  better  low  light  level  sensitivity  with  higher  exposure  times  than  the  ARL 
camera,  which  was  limited  to  less  than  10ms  exposures.  This  restricted  film  imaging  to  lower  f- 
stops  on  the  camera  lens  system  and  produced  images  of  a  lower  intensity  range  than  those 
measured  in  the  first  phase  of  the  program  using  the  ISSI  camera.  A  55  mm  Nikon-Micro-Nikor 
macro  lens  with  ~  12mm  of  extension  between  the  lens  and  camera  body  was  used  for  imaging. 
Image  acquisition  was  performed  using  CamWare  v2.12  software.  The  second  phase  tests  used 
the  same  ISSI  LED  lamps  used  in  the  first  phase  of  the  tests. 

These  tests  were  also  conducted  in  a  random  mode  with  varying  lens  f-stop  and  image 
acquisition  modes  to  assess  hysteresis,  and  the  effects  of  f-stop  and  frame  averaging.  Repeat  tests 
were  conducted  to  assess  overall  repeatability.  Images  were  acquired  at  two  F-stops,  f3.5  and  f8, 
and  two  acquisition  modes,  individual  frames  at  10  ms  exposure  and  frame  averaging  with  32 
frames  at  10  ms  exposure  per  frame.  Data  images,  without  tunnel  velocity  or  drag  balance  data, 
were  sent  to  ISSI  for  processing  in  a  blind  protocol  where  shear  stress  measurements  were 
determined  and  returned  to  ARL  for  comparison  to  the  drag  balance  measurements. 

Data  was  first  acquired  on  the  softer  of  the  two  films  (3.679  KPa)  for  velocities  between  0 
and  8.1  m/s.  The  softer  film  exhibited  surface  waves  above  8  m/s  freestream  velocity.  The  first 
test  followed  a  random  velocity  matrix  where  tunnel  velocity  was  increased  and  decreased  in  a 
random  fashion.  This  provides  an  assessment  of  the  films  ability  to  respond  to  changes  in 
velocity  and  assesses  any  hysteresis.  Figure  1 1  shows  the  measured  shear  stress  for  the  film  and 
balance  plotted  as  a  function  of  run  number  for  two  successive  runs,  the  known  shear  stress  for  a 
smooth  flat  plate  curve  is  included  in  this  figure  for  comparison.  The  plate  the  S3F  films  were 
mounted  in  had  leading  and  trailing  edges  that  were  not  as  flush  mounted  to  the  balance  floating 
element  as  is  usually  required  (approximately  3-5  thousandths  high  in  some  areas)  and  thus, 
resulted  in  a  slightly  higher  balance  reading  than  the  rigid  smooth  plate  result  that  was  expected. 
This  is  indicated  by  the  fact  that  the  drag  balance  data  points  are  consistently  higher  than  the 
corresponding  Rigid  Wall  (smooth  flat  plate)  data  points  in  Figure  11,  which  are  consistently 
measured  to  within  ±3%  with  this  balance  when  using  the  ARL  smooth  wall  flat  plate  floating 
element  module  for  this  balance.  The  data  shown  in  Figure  1 1  indicates  that  an  error  was 
observed  in  the  measured  shear  when  the  film  was  loaded  beyond  50  Pa.  The  50  Pa  load 
condition  corresponds  to  the  point  where  surface  waves  were  observed  with  this  film.  It  is 
concluded  that  this  oscillation  of  the  film  had  the  effect  of  smearing  the  image  of  the  marker 
particles  on  the  film  surface.  This  resulted  in  a  loss  of  a  clean  correlation  peak,  and  thus 
inaccurate  tangential  displacement  data.  Finally,  the  issue  of  hysteresis  is  addressed  by  acquiring 
a  zero  shear  data  point  at  the  end  of  each  run.  The  magnitude  of  the  shear  stress  measured  by  the 
film  was  consistently  below  1.5  Pa  indicating  that  the  film  exhibits  small  to  negligible  hysteresis. 
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Figure  1 1 :  Comparison  of  measured  wall  shear  between  the  S3F  and  balance. 


The  shear  stress  measured  using  the  soft  film  is  plotted  versus  the  smooth  wall  balance 
reading  for  three  repeats  with  a  lens  f-stop  of  8  in  Figure  12.  Perfect  agreement  would  show  the 
S3F  data  points  on  the  black  line  in  Figure  12.  The  balance  data  used  in  Figure  1 1  measures 
roughly  5%  higher  than  expected  as  explained  above,  and  therefore  the  smooth  wall  data  from 
Figure  1 1  was  used  in  Figure  12  for  comparison.  Overall,  good  agreement  was  obtained  for  shear 
stress  values  below  ~50  Pa  (6  m/s).  As  noted  above,  at  higher  tunnel  velocities  the  film  response 
does  not  accurately  predict  the  shear  stress.  Again,  during  data  acquisition  it  was  noted  that  the 
film  began  to  experience  a  tangential  oscillation  at  higher  velocities.  It  is  concluded  that  this 
oscillation  of  the  film  had  the  effect  of  smearing  marker  particles  on  the  film  surface.  This 
resulted  in  a  loss  of  a  clean  correlation  peak,  and  thus  inaccurate  tangential  displacement  data. 
Minimizing  the  oscillation  of  the  film  is  necessary  for  shear  measurements  at  higher  velocities. 
The  low  W1  (open  diamond)  value  (~0  Pa)  at  the  balance  measurement  of  ~32  Pa  is  the  run  5 
data  point  in  Figure  1 1 ,  and  is  a  result  of  image  decorrelation  due  to  tangential  oscillations  of  the 
film  in  run  4  as  explained  above.  Disregarding  this  one  point,  the  agreement  is  quite  good. 

Data  was  next  acquired  on  the  stiff  (12.54  KPa)  film  up  to  16.1  m/s.  The  shear  stress 
measured  using  the  stiff  film  is  plotted  versus  the  shear  stress  measured  using  the  smooth  wall 
data  in  Figure  13.  Data  along  the  black  line  would  indicate  agreement  between  the  S3F  data  and 
the  smooth  wall  shear  correlation.  In  this  Figure,  the  smooth  wall  shear  correlation  is  used  for 
comparison  since  the  low  shear  film  started  tearing  off  the  plate  once  the  freestream  velocity 
exceeded  1 1  m/s.  The  balance  measured  a  progressively  higher  force  at  a  given  velocity  as  the 
high  shear  test  progressed  due  to  the  cavity  forming  at  the  downstream  end  of  the  balance  section 
as  the  low  shear  film  deteriorated.  This  cavity  acted  as  a  severe  roughness  element  to  the 
balance.  The  cavity  disturbance  was  located  more  than  1 5  boundary  layer  thicknesses 
downstream  of  the  high  shear  film  located  in  the  middle  of  the  balance  plate  and  therefore, 
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should  have  a  minimal  impact  on  the  measured  shear  by  the  high  shear  film.  Since  the  balance 
shows  better  than  the  5%  agreement  with  the  smooth  rigid  plate  correlation  when  the  S3F  film 
plate  was  smooth  and  this  error  can  be  attributed  to  the  leading  and  trailing  edge  misalignment  of 
the  plate,  the  comparison  of  the  high  shear  film  data  to  the  well-documented  smooth  rigid  plate 
correlation  for  this  facility  is  reasonable. 


S3F  Shear  Modulus  =  3.679  kPa 
S3P  Shear  Module  =  3.6  /y  KFa 


Figure  12:  Comparison  of  shear  stress  measured  using  the  soft  film  and  drag  balance. 


It  is  clear  that  the  stiffer  film  captured  the  correct  trend  throughout  the  range  of  velocities 
however;  the  magnitude  of  the  S3F  measurement  is  ~  25%  below  the  smooth  plate  expected 
value  at  the  high  wall  shear  stress.  It  is  noted  that  this  film  (12.54  KPa)  is  the  stiffest  film  (by  a 
factor  of  about  4)  that  has  been  produced  to  date.  The  technique  generally  used  to  determine  the 
shear  modulus  of  the  films  was  not  effective  for  this  film  and  therefore,  an  auxiliary  technique 
based  on  an  FEA  model  was  applied.  It  is  possible  that  the  error  in  the  shear  stress  measurements 
is  associated  with  an  incorrect  calibration  of  the  shear  modulus  of  the  film. 

The  data  shown  in  Figure  13  suggests  that  better  agreement  could  be  achieved  with  improved 
calibration  or  with  the  development  of  an  in-situ  calibration  method.  The  Wg  data  set  was  the 
last  run  acquired  during  this  test  period.  The  film  had  been  continually  immersed  in  water  for 
more  than  48  hours  and  was  imaged  using  the  averaging  modality.  It  is  not  clear  if  the  slight 
difference  between  the  We  and  Wg  data  sets  are  due  to  the  imaging  modality  or  due  to  possible 
changes  in  film  properties  (modulus  or  bonding  strength  at  the  aluminum  interface)  with 
immersion  time.  Further  investigation  is  recommended  to  resolve  these  issues  (calibration  of  stiff 
films,  imaging  mode,  immersion  time  or  bonding). 
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S3F  Shear  Module  =  12.54  KPa 


Figure  13:  Comparison  of  shear  stress  measured  using  the  stiff  film  and  drag  balance. 


Conclusions 

An  evaluation  test  of  the  S3F  film  technology  has  been  conducted  in  the  twelve  inch  water 
tunnel  at  the  Applied  Research  Laboratory.  Qualitative  analysis  of  the  data  indicates  that  the  film 
responds  to  changes  in  the  direction  and  magnitude  of  the  local  shear  stress.  Quantitative 
comparison  of  the  shear  stress  measurements  agreed  with  measurements  from  the  drag  balance  to 
within  ±25%  over  the  majority  of  the  test  range  with  increased  uncertainty  at  the  lowest  wall 
shear  stresses  tested.  Some  of  this  low  shear  uncertainty  may  be  due  to  an  image  resolution  limit 
similar  to  that  observed  in  PIV  with  sub-pixel  displacement  uncertainty.  Increased  image 
magnification  or  increased  CCD  chip  size  (  #  of  pixels)  may  improve  this.  Results  obtained 
using  the  stiffer  film  modulus,  shear  modulus  12.5  KPa,  display  the  correct  trends  but 
consistently  under  predict  the  shear  stress  by  up  to  25%  above  a  50  Pa  applied  load.  This  was 
the  stiffest  film  produced  to  date.  Possible  sources  of  this  error  may  be  in  the  film  calibration  or 
in  the  possibility  that  adherence  properties  may  have  changed  in  the  course  of  testing  at  these 
high  wall  shear  stresses. 

In  general,  accurate  wall  shear  stress  measurements  can  be  very  difficult  with  typical 
uncertainties  on  the  order  of  ±5%.  The  best  wall  shear  measurement  systems  are  either  single¬ 
point,  single-measurement  devices  like  hot  films  or  single-measurement,  spatially  averaging 
devices  like  force  balances.  Overall,  the  S3F  technology  shows  very  promising  capability  as  a 
wall  shear  stress  sensor  in  hydrodynamic  applications.  Its  main  advantages  are  the  spatial 
measurement  of  all  three-components  of  the  wall  stress  (two-component  wall  shear  and  the 
normal  component  related  to  pressure)  applied  to  a  surface  and  its  potential  for  high  frequency 
response.  Pressure  gradient  is  measured  as  opposed  to  the  local  pressure.  However,  the  spatial 
wall  static  pressure  field  as  a  function  of  time  can  be  determined  by  anchoring  the  measured 
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pressure  gradient  distribution  with  a  known  pressure  measurement  by  a  pressure  transducer.  It 
displays  very  good  surface  finish,  important  in  high  Reynolds  number  applications,  and  exhibits 
good  durability  under  high  load.  While  flat  surfaces  were  the  only  models  coated  in  this  test,  the 
technology  should  be  applicable  to  curved  surfaces  or  models  with  complex  geometries.  The 
primary  requirement  is  the  need  for  optical  access  to  either  the  wet  surface  of  the  film  or  from 
the  mounting  side  of  the  film.  The  films  can  be  susceptible  to  damage  if  care  is  not  exercised 
during  mounting  and  installing  of  test  models  and  surfaces,  but  this  level  of  care  is  no  more  than 
would  be  needed  for  hot  films  or  surface  oil  applications. 

It  is  suggested  that  a  high  quality  camera  (low  light  sensitivity,  high  bit  resolution  >1 2-bit, 
and  low  noise)  is  used  for  the  imaging  hardware  due  to  the  florescence  component  of  the 
measurement.  A  stereoscopic  (two-camera)  system  is  under  development  to  eliminate  the  need 
for  fluorescence,  but  this  system  increases  imaging  complexity  and  optical  access  requirements 
for  the  S3F  film  system.  Since  the  wall  shear  stress  measurement  is  essentially  a  “PIV-type” 
wall  strain  measurement,  similar  problems  and  concerns  that  must  be  addressed  in  PIV 
measurements  to  obtain  accurate  particle  displacement  need  to  be  considered  here  with  this 
technique:  camera  quality,  image  quality,  number  of  surface  particles,  image  resolution  relative 
to  expected  surface  displacement,  etc.  Evaluation  of  the  current  data  suggests  that  image  focus 
of  the  test  surface  is  critical  in  minimizing  measurement  error,  similar  to  conventional  PIV.  The 
tests  conducted  with  varying  f-stop  indicate  that  the  higher  f-stop  images  provided  better  wall- 
shear  estimates  and  may  correlate  to  improved  focus  with  the  higher  f-stop.  Furthermore,  the 
results  comparing  frame  averaging  to  the  averaging  of  up  to  20  individually  acquired  frames 
were  inconclusive  in  identifying  whether  one  method  of  imaging  is  better  than  the  other.  It  is 
expected  that,  like  in  other  measurement  systems  like  PIV  for  example,  increasing  the  number  of 
frames  or  images  used  in  any  statistical  estimation  of  the  wall  shear  will  improve  overall 
uncertainty  in  the  estimated  value. 

The  primary  limitation  of  the  current  system  is  the  assumption  of  linear  behavior  in  the 
mathematical  modeling  that  may  limit  the  quantitative  accuracy  of  the  films  to  regions  of  the 
flow  field  exhibiting  2-D  behavior.  The  mathematical  inversion  model  can  be  extended,  though, 
to  more  complex  scenarios  using  a  full  3-D  finite  element  analysis  of  the  film  which  is  possible 
with  current  processing  (hardware  and  software)  capabilities.  The  image  processing  software 
currently  available  with  the  system  would  need  to  be  enhanced  to  perform  this  analysis.  Once 
developed,  it  is  recommended  that  follow  up  tests  be  conducted  to  evaluate  the  quantitative 
improvement  in  the  estimated  value  using  the  more  complicated  3-D  modeling  inversion  over 
that  currently  obtained  with  the  linear  model.  Extension  to  a  3-D  modeling  approach  should 
provide  reasonable  quantitative  measurements  in  even  complex  flows  over  complex  surfaces. 

Several  unanswered  questions  remain  from  this  test  and  should  be  addressed.  The  long  term 
stability  of  the  film  adhesion  to  a  surface  under  water  needs  to  be  addressed.  The  short  several 
day  test  exhibited  promising  results  in  this  direction.  Does  exposure  to  corrosive  fluids  like  sea¬ 
water  impact  film  adherence  or  longevity?  Is  the  film  susceptible  to  environmental  fouling, 
common  at  sea,  or  can  it  be  top  coated  with  a  thin  antifouling  membrane?  In  this  study,  all  the 
films  were  applied  to  the  test  surfaces  in  a  similar  fashion  -  molded  into  a  cavity.  Different 
application  techniques  can  be  used  to  apply  the  film,  such  as  spraying,  and  should  be  tested  for 
durability  and  accuracy  in  the  measurement  and  calibration.  The  ability  to  apply  the  films  using 
a  variety  of  techniques  would  increase  the  versatility  of  the  technique  to  use  on  complex 
geometries  where  cavity  molding  may  not  be  possible.  Finally,  an  improved  calibration 
technique  must  be  developed  for  the  stiffer  films. 
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Technical  Section 

Technical  Objectives 

The  measure  of  surface  shear  stress  or  skin  friction  is  a  non-trivial  challenge  in  hydrodynamic 
applications.  It  can  require  the  use  of  expensive  mechanical  balances,  intrusive  probes  and 
sensors,  or  a  variety  of  surface  mounted  substances.  A  review  of  the  literature  yields  a  variety  of 
techniques  including  oil  films1,  liquid  crystals11’  thermal  sensors',  an  array  of  MEMS  based 
sensorslv,  balance  designsv  and  near  wall  velocity  sensorsvl,vu.  Of  these  established  techniques  for 
shear  stress  measurements,  only  liquid  crystals  or  oil  films  offer  non-intrusive  and  continuous 
distributions  of  shear  over  an  area  on  the  surface.  Both  of  these  techniques  have  been  utilized  in 
wind  and  water  tunnels  with  success;  however  some  limitations  exist  for  each  technique. 

The  liquid  crystal  coating  techniquevm  is  a  diagnostic  that  gives  rapid  visualization  and 
measurements  of  surface  shear  stress  magnitude  and  direction  over  an  entire  surface  in  a 
continuous,  non-intrusive  manner.  A  shear-sensitive  liquid  crystal  coating  is  applied  to  the  test 
surface  and  illuminated  by  a  white  light  source.  The  reflected  color  patterns  are  recorded  using  a 
color  video  camera.  Shear-induced  color  changes  are  recorded  continuously,  with  potential  time 
responses  on  the  order  of  milliseconds.  Molecules  within  a  shear-sensitive  liquid  crystal  coating 
scatter  white  light  as  a  spectrum  of  colors,  with  each  color  having  a  different  orientation  relative 
to  the  surface.  Under  normal  illumination,  any  surface  point  exposed  to  a  shear  vector  directed 
away  from  the  observer  exhibits  a  color  change,  with  the  color  shift  being  a  function  of  shear 
magnitude  and  direction  relative  to  that  observer.  Conversely,  if  the  shear  vector  is  directed 
toward  the  observer,  the  coating  exhibits  no  color  change  and  appears  as  a  rust  or  brown  color, 
independent  of  shear  magnitude  and  direction.  The  limitations  of  this  technique  include  the 
requirement  of  multiple  viewing  angles  and  the  fact  that  the  color  change  is  a  function  of  both 
shear  stress  and  direction  of  observation.  Some  difficulty  may  be  encountered  when  working 
with  complex  geometries. 

The  oil  film1, 1X  technique  is  well  established  as  a  means  of  measuring  shear  stress.  The 
technique  involves  coating  a  model  with  a  thin  film  of  oil  with  a  known  viscosity.  The  thickness 
of  the  oil  film  is  monitored  as  a  function  of  time  and  the  local  shear  stress  is  determined  using  a 
relationship  between  the  oil  thickness  and  the  applied  shear  stress.  Among  the  limitations  of  this 
technique  are  slow  time  response  and  the  need  to  periodically  recoat  the  model  with  oil. 


Measurements  of  pressure  on  aerodynamic  models  have  traditionally  used  arrays  of  pressure 
taps  or  surface  mounted  pressure  transducers.  Non-intrusive  and  continuous  measurements  of 
pressure  have  been  demonstrated  using  Pressure-Sensitive  paint x  (PSP)  on  wind  tunnel  models. 
PSP  is  an  image-based  technique  where  the  luminescent  intensity  of  the  coating  is  a  function  of 
the  partial  pressure  of  oxygen  to  which  the  paint  is  exposed.  While  the  technique  is  effective  in 
wind  tunnel  testing,  it  is  dependent  on  the  compressibility  of  the  working  fluid,  and  therefore  can 
not  be  used  for  measurements  of  pressure  in  water.  The  fluorescence  intensity  of  emitted  light 
from  a  fluorescent  dye  embedded  in  the  PSP  film  is  proportional  to  the  distance  between 
molecules  of  one  chromophore  and  an  attenuating  chromophore  embedded  at  different  strata  in 
the  PSP  film. 

In  summary,  while  several  non-intrusive  image  based  techniques  for  measurements  of 
pressure  and  shear  stress  have  been  developed,  none  have  demonstrated  quantitative  distributed 
measurements  of  both  pressure  and  wall-shear  stress  in  water  over  an  area  of  the  surface.  The 
ISSI  S3F  film  technology  is  a  new  technique  capable  of  measuring  both  pressure  gradient 
(normal  stress)  and  wall-shear  stress  (skin  friction)  over  a  surface  in  a  variety  of  fluids. 


Technical  Approach 

The  origin  of  the  Shear  and  Stress  Sensitive  Film  (S3F)  technique  began  in  the  early  1990s  as 
a  direct  method  to  measure  surface  shear  forcexl.  This  approach  consisted  of  mounting  a  thin 
film  made  of  a  flexible  elastomer  of  known  thickness  (h)  and  shear  modulus  (p)  onto  a  model 
surface,  markers  were  applied  to  the  film  and  the  model  surface  and  an  interference  method  was 
used  to  measure  the  shear  deformation  of  the  film  caused  by  flow.  The  shearing  stress  was 
determined  using  Hooke's  law  relating  shear  to  strain.  The  main  drawback  of  this  method  is  the 
fact  that  gradients  of  the  normal  component  of  force,  pressure  for  aerodynamic/hydrodynamic 
flows,  can  also  create  a  shear-type  displacement  of  the  film  and  thus,  the  method  will  work  well 
only  in  the  absence  of  normal  pressure  gradients™.  The  S3F  technique  therefore,  is  sensitive  to 
both  skin  friction  and  pressure  gradient.  The  potential  to  produce  a  single  sensor  for  the 
measurement  of  both  quantities  was  recognized  by  ISSI  and  has  subsequently  been  under 
development. 

Principal  of  Operation: 

Some  insight  into  the  operation  of  the  S3F  is  gained  by  considering  the  simplified  response  of 
the  film  to  normal  and  tangential  forces.  The  response  to  a  normal  force  is  depicted  in  Figure  1 . 
The  film  will  deform  under  the  normal  load  but  will  not  compress  or  yield.  The  local  thickness 
of  the  film  will  be  modified  by  the  presence  of  the  load  near  the  point  of  action.  Upon  removal 
of  the  load,  the  film  will  return  to  its  original  shape.  Maximum  surface  displacement  is  a 
function  of  the  material  properties  and  the  applied  normal  load.  Materials  are  typically 
formulated  to  produce  deflection  of  less  than  5%  of  total  material  thickness  under  anticipated 
maximum  loading,  and  can  be  produced  to  provide  less  than  1%  deflection.  The  stressed  film 
thickness  is  a  function  of  the  applied  normal  force  (Fn),  the  original  thickness  of  the  film  (h),  and 
its  modulus  (p):  A=f(FN,  h,  p). 


The  film  responds  to  gradients  in  pressure  and  not  changes  in  static  pressure.  This  can  be  a 
significant  advantage  for  several  reasons.  First,  the  sensor  is  a  differential  rather  than  an  absolute 
gauge  and  thus,  can  be  tuned  for  applications  that  require  larger  or  smaller  sensitivity. 
Furthermore,  the  result  is  a  shear  sensor  that  is  insensitive  to  static  pressure  changes. 
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Figure  1 :  Response  of  the  S3F  to  a  normal  load. 


The  response  of  the  film  to  a  tangential  force,  FT,  is  depicted  in  Figure  2.  Here,  the  surface  of 
the  film  will  undergo  a  tangential  displacement,  Dx,  due  to  the  load  but  again  will  not  yield  or 
compress.  The  response  of  the  film  may  be  visualized  by  considering  a  series  of  markers  on  the 
surface  of  the  film.  The  markers  will  be  displaced  as  the  film  shears  and  this  displacement  is  a 
function  of  the  film  properties.  Again,  upon  removal  of  the  load  the  film  will  return  to  its 
original  shape.  The  actual  response  of  the  film  is  more  complex  as  the  responses  are  mildly 
coupled,  a  pure  tangential  load  will  generate  a  slight  change  in  film  thickness  and  a  pure  normal 
load  will  generate  a  slight  tangential  displacement.  These  simplified  examples  however 
demonstrate  the  basic  operation  of  the  S3F. 


One  final  property  of  interest  is  the  films  frequency  response  and  their  potential  as  a  high- 
frequency  probe  for  both  shear  stress  and  pressure.  The  range  of  the  linear  frequency  response  of 
such  an  elastomer  is  limited  by  the  natural  frequency,  /0,  of  the  shear  oscillation  and  can  be 
estimated  as 


f  =_L  CZ 

/o  2^/7  h2 


(1) 


where  p  is  the  film  density.  By  changing  pe(10  -  1000)Pa  and  he(0.1  -  l)mm,  it  is  possible  to  adjust  the 
frequency  response  of  the  film  from  0.3  to  10kHz. 
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Figure  2:  Response  of  the  S3F  to  a  tangential  load. 


Film  Application  and  Calibration: 

In  order  for  a  S3F  sensor  to  produce  the  desired  results  it  must  be  applied  to  the  surface  under 
study.  There  are  several  ways  for  films  to  be  applied  to  a  surface  including  spraying  with  an 
airbrush,  allowing  the  film  to  polymerize  in  a  cavity  on  the  model  surface,  and  forming  the  film 
in  a  cavity  on  a  flexible  layer  which  can  be  glued  onto  a  model  surface.  Forming  films  in  cavities 
provides  good  control  of  the  film  thickness  and  physical  properties  and  control  of  these 
parameters  is  necessary  for  quantitative  measurement  of  pressure  and  shear  stress.  Film 
formation  consists  of  pouring  the  polymer  components  into  a  flat  cavity  with  a  smooth  or 
polished  bottom.  The  film  thickness  can  be  estimated  by  direct  measurements  using  either 
optical  absorption  or  a  capacitive  thickness  gauge.  The  film  calibration  procedure  involves 
applying  a  specified  load  to  the  film  surface  and  measuring  the  corresponding  normal  and 
tangential  deformation  of  the  film. 

Measurement  System: 

The  process  of  measuring  pressure  and  shear  is  accomplished  in  two  steps.  First,  the  normal 
and  tangential  deformation  of  the  film  is  optically  measured.  These  deformations  are  then 
converted  to  forces  using  a  physical  stress/strain  model  of  the  film.  For  these  tests,  the  normal 
deformation  of  the  film  is  measured  using  fluorescence  and  the  tangential  deformation  is 
measured  using  a  cross-correlation  imaging  technique.  The  experimental  setup  for  this  S3F 
measurement  system  is  presented  in  Figure  3.  All  three  deformation  components  can  be 
extracted  from  a  set  of  flow-off  (unloaded)  and  flow-on  (loaded)  images  taken  by  a  single  hi- 
resolution  CCD  camera. 

The  normal  component  in  this  configuration  is  measured  using  the  fluorescence  signal 
emitted  from  a  fluorescent  probe  embedded  in  the  S3F.  Two  images  are  acquired,  an  unloaded 
and  loaded  image,  and  the  ratio  of  these  images  is  a  linear  function  of  film  thickness.  This  type 
of  thickness  measurement  requires  a  stable  light  source  and  at  least  a  12-bit  CCD  camera.  The 
tangential  displacement  is  obtained  by  spatially  cross-correlating  the  wind-off  and  wind-on 
images  of  the  surface  providing  a  two-component  deformation  map.  The  surface  of  the  film  is 


lightly  doped  with  small  particles  that  adhere  to  the  surface  of  the  film  under  load,  and  do  not 
alter  the  surface  roughness  characteristics  of  the  film.  This  combined  fluorescence  and  cross¬ 
correlation  procedure  was  selected  for  the  first  generation  system  because  it  could  be 
implemented  using  a  single  CCD  camera. 
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Figure  3:  S3F  data  acquisition  system. 


Stress  Analysis  Model  for  Determination  of  Forces: 

The  process  of  converting  deformations  to  physical  stresses  is  based  on  a  physical  stress 
analysis  model  of  the  film.  Consider  a  ID  load  applied  to  the  film  surface;  in  this  case  the  film 
deformation  can  be  treated  in  2D  space.  A  rectangular  cavity  of  specified  thickness  on  a  plate  is 
filled  with  an  S3F.  Constant  loads  (normal  or  tangential)  are  applied  to  a  small  region  on  the 
film  surface.  Since  the  S3F  is  an  elastic  solid,  it  is  deformed  under  the  applied  force,  a  point  in 
the  solid  originally  at  (x,y)  is  moved  to  (X,Y)  upon  application  of  the  load.  If  the  displacement 
vector  r  =(r,,r2)-(  X  -x,Y  -y)  is  small,  Hooke’s  law  relates  the  stress  tensor  a  inside  the 
solid  to  the  deformation  (strain)  tensors  xm: 


°ij  =  ASjV.r  +  fU£v ,  £y  = 


dr  dry 
'  •  + 


v  dXj  dxi 


(2) 


where  is  the  Kronecker  symbol  ( Sy  =1,  ifi=j,  5tj  =0,  if  irj),  and  X,/J  are  the  Lame’s  constants 


describing  the  mechanical  properties  of  the  material  in  terms  of  the  modulus  of  elasticity  E,  and  Poisson 
ratio  v 


X  = 


Ev 

(l  +  v)(l-2  v)’ 


E 

(1  +  2v) 


(3) 


Writing  the  equation  of  elasticity  in  a  form  for  the  displacement  vector  r(x)  e  Q  and  assuming  that  no 
displacement  occurs  at  the  boundaries  of  the  cavity  (boundary  condition).yields: 

l  W y  (FK  M  +  M-i  (?)eM  (w)]  =  [f  ■  w,  Vvv  e  Q .  (4) 

These  integrals  are  in  volume  Q.,  and  on  the  boundary  T.  In  equation  (4),  r(x)  is  an  unknown 
deformation  field  and  w(x)  is  a  test  function  or  virtual  deformation  field. 


To  further  simplify  the  physical  model  of  the  S3F  in  Equation  (4),  the  response  of  the  film 
can  be  modeled  using  the  response  functions  of  the  film  to  individual  normal  and  tangential 
loads.  The  response  function  of  the  film  to  a  normal  load  at  the  surface,  8„(x),  includes  a  normal 
response  function,  n„(x)  and  a  tangential  response  function,  ns(x).  Similarly,  the  response 
function  of  the  film  to  a  tangential  load  applied  at  the  surface,  8s(x),  includes  both  a  normal, 
sn(x),  and  tangential,  ss(x),  response  function.  The  elastic  reaction,  R (x)=(RXl  Ry),  can  be 
expressed  as  the  convolution  of  the  response  matrix  and  the  applied  load  components.  Assuming 
that  the  system  is  linear,  this  yields: 

R(x)  =  Jg(x-x')  L(x')  dx' 


G(x)  = 


nn  ns 


S  S  ; 

„  n  s  J 


response  matrix 


(5) 


L(x)  =  (lx  ,  Ly )  applied  loads 


If  the  response  matrix,  G(x),  can  be  determined  experimentally  or  by  a  Finite  Element  model,  the  applied 
loads,  L(x),  can  be  determined  by  de-convolution  of  Equation  (5). 

L  =  G~'  R  (6) 

Finally,  rewriting  Equation  (5)  in  a  discreet  form  for  the  reaction  of  the  film  to  an  arbitrary  set  of  loads 
applied  at  discreet  surface  locations  yields: 

N 

Rnj  =AxXLnknn(xj-xk)  +  Lgksn(xj-xk)  normal  reaction 


k=0 

N 


Rsj  =AxXLnkns(xJ  -xk)  +  Lgkss(xj-xk)  tangential  reaction 

k=0 

where  h  -  =  (Lnj ,  LSJ )  are  discreet  loads 

applied  at  surface  locations  x  ■  =  [x0 ,  xn  ] 

This  system  of  linear  equations  with  unknown  Lk  has  the  diagonally  dominant  matrix 


(7) 
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This  matrix  can  be  inverted  and  used  to  solve  for  the  original  loads. 


Film  Stress  Measurement  Uncertainty: 

The  uncertainty  in  the  S3F  film  measurement  technique  for  estimation  of  normal  and  shear 
stresses  is  dependent  on  several  factors.  The  film  thickness  and  modulus  governs  the  amount  of  surface 
deformation  for  an  applied  load,  and  controls  the  frequency  response  and  stability  limit  (surface  wave 
motion)  of  the  film.  These  film  properties  then  determine  the  required  spatial  resolution  needed  in  the 
imaging  system  and  define  the  limit  of  acceptable  surface  deformation  for  the  flow  under  study.  A  film 
that  produces  too  much  surface  deformation  can  alter  the  boundary  conditions  of  the  flow  (smooth  to 


rough  surface).  The  uncertainty  in  the  fluorescence  based  normal  force  measurement  will  be  a  function 
of  the  dye  used  (temperature  sensitivity,  quantum  yield,  signal  strength),  the  bit  resolution  of  the  imaging 
system  used  to  record  the  fluorescent  intensity  of  the  signal,  the  stability  of  the  light  source  used  to 
illuminate  the  dye  and  the  uniformity  of  the  film  layer  on  the  surface  of  the  model.  Under  ideal 
conditions,  ISSI  indicates  that  normal  forces  can  be  measured  to  better  than  1%  uncertainty.  Wind  tunnel 
tests  on  models  of  varying  shape  and  size  have  shown  that  Cp  can  be  measured  to  within  5%  when 
compared  to  a  distribution  of  surface  pressure  taps. 

The  shear  stress  uncertainty  is  not  only  dependent  on  the  film  properties  but  also  on  the  imaging 
system  resolution.  The  technique  is  a  variant  of  a  “PIV”  measurement  of  the  surface  strain  field  in  the 
plane  of  the  film.  The  particles  do  not  move  freely  and  do  not  vary  from  frame  to  frame,  thus,  image 
quality  of  the  particle  field  can  be  good.  Furthermore,  the  repeatability  from  image  to  image  can  be  good 
providing  quality  estimates  of  the  mean  displacement  field  with  low  standard  deviation.  Stationary 
targets  are  embedded  in  the  film  and  used  to  quantify  and  correct  for  model  vibration  or  displacement 
independent  of  the  film  surface  displacement  caused  by  the  flow.  These  film  characteristics  coupled  with 
the  proprietary  image  processing  routines  used  by  ISSI  to  compute  image  cross  correlation  and  provide  a 
measure  of  the  surface  particle  deformation  field  provide  sub-pixel  resolution  in  the  estimate  of  surface 
strain.  In  an  optimally  designed  system  (properly  chosen  film  modulus  and  film  thickness,  high  quality 
imaging,  good  image  resolution,  etc.),  ISSI  indicates  that  the  statistical  sub-pixel  accuracy  of  the  mean 
sub-pixel  displacement  can  be  as  good  as  1/20  of  a  pixel.  This  estimate  is  dependent  on  the  number  of 
images  used  in  the  mean  estimate  and  the  level  of  unsteadiness  in  the  flow  producing  the  surface  shear. 

In  a  time  dependent  flow  using  the  high  frequency  capabilities  of  the  film,  the  shear  stress  uncertainty 
based  on  a  single  image  pair  (load  on  correlated  with  load  off  images)  may  be  as  high  as  20%  depending 
on  the  experimental  setup. 


EXPERIMENTAL  APPROACH 

To  demonstrate  the  potential  of  the  S3F  for  measurements  of  pressure  and  shear  stress  in 
water  under  relatively  high  shear,  several  experiments  were  performed  in  the  twelve  inch  water 
tunnel  at  the  Applied  Research  Laboratory  (ARL)  of  Penn  State  University.  These  experiments 
include  both  qualitative  and  quantitative  measurements  of  pressure  and  shear  stress  over  a  range 
of  velocities.  Experiments  were  conducted  in  the  two-dimensional  test  section  of  the  12-inch 
diameter  water  tunnel  at  ARL/Penn  State.  The  12-inch  tunnel  rectangular  test  section  provided 
an  ideal  facility  to  asses  the  S3F  performance  in  water.  Figure  4  provides  a  schematic  of  the  12- 
inch  tunnel  and  a  list  of  the  appropriate  operating  conditions.  This  test  section  has  a  rectangular 
cross  section  that  measures  508  mm  in  span  by  1 14  mm  in  height  by  762  mm  in  length. 
Turbulence  control  is  through  a  section  of  honeycomb  in  the  plenum  with  a  25  mm  core  size,  152 
mm  deep  and  an  1 1.3:1  contraction  ratio  inlet  nozzle.  The  test  section  turbulence  intensity  is 
roughly  0. 3-0.5%  over  the  velocity  rangexlv.  The  current  investigation  uses  the  tunnel  wall 
boundary  layer.  This  side-wall  boundary  layer  has  been  characterized  by  two-component  LDV 
and  is  a  canonical,  zero  pressure  gradient,  two-dimensional  turbulent  boundary  layerxv. 

The  flat  plate  model  on  which  the  measurements  were  made  was  designed  to  replace  an  existing  279 
mm  by  533  mm  test-section  window.  This  plate  is  mounted  flush  with  the  side  wall  and  forms  the 
floating  element  surface  of  drag  balance  assembly.  Skin  friction  drag  is  measured  with  a  317.5  mm  long 
by  152.4  mm  span  drag  balance,  centered  in  the  tunnel  test  section.  A  strain  gauged  shear  flexure  is  used 


to  measure  the  skin  friction  drag  force  on  the  wetted  surface  (flat  plate  model)  of  the  drag  balance.  The 
drag  balance  is  dry  calibrated  with  weights  prior  to  installation  in  the  tunnel.  Fontaine  et  al.xvl  describe 
the  balance  assembly  and  its  operational  characteristics. 

Free  stream  velocity  can  be  accurately  controlled  and  measured  over  a  range  from  0  m/s  to  19 
m/s,  with  independent  control  and  measurement  of  the  tunnel  static  pressure  at  any  velocity.  The 
water  temperature  is  continually  monitored  by  a  thermistor  and  can  be  roughly  controlled  by 
draining  and  refilling  the  tunnel.  The  facility  has  excellent  optical  access  on  three  sides  of  the 
test  section  with  ample  room  to  setup  transmitting  and  receiving  hardware  for  the  optical 
measurements.  For  these  tests,  the  imaging  system,  shown  in  Figure  5,  was  mounted  directly  on 
the  top  of  the  test  section  and  S3F  samples  were  mounted  on  the  bottom  surface  of  the  test 
section,  as  shown  in  Figure  5.  A  tent  was  erected  around  the  test  section  to  limit  ambient  light. 

The  quantitative,  drag  balance  tests  were  conducted  in  a  randomized  blind  test.  The 
freestream  velocity  (skin  friction)  was  varied  in  a  random  order  from  zero  to  maximum  velocity 
for  all  S3F  samples  tested.  Film  deformation  images  were  recorded  by  ARL  staff  and  sent  to 
ISSI  for  data  processing  without  identification  of  the  corresponding  test  parameters.  The  ISSI 
processed  results  were  then  sent  back  to  ARL  for  comparison  to  the  known  test  conditions  for 
each  test  run.  This  procedure  provides  an  unbiased  estimate  of  the  S3F  measured  wall-shear  for 
comparison  with  the  known  test  conditions. 


Rectangular 
working  section 


•Closed  circuit,  closed  jet. 

•Drive:  mixed  flow,  peerless  pump. 
•Power:  1 50  hp. 

•Tests: 

>  Steady  and  time  dependent 
operation. 

>  Force  and  pressure 
measurements. 


•Speed:  0  m/s  to  21  m/s. 

•Tl%:  <  0.5  %. 

•Pressure:  413.7  kPa  to  20.7  kPa. 
•Cavitation#:  >  0.1  dependent  on 
velocity. 

•dP/dx  =  0  ±  0.25%  of  total 
dynamic  head. 

•Measurement  CaDabilities: 


Figure  4:  ARL  12-inch  water  tunnel. 


Figure  5:  Schematic  of  Optical  setup  in  12-inch  tunnel;  Flow  is  out  of  the  plane. 


Tests  conducted  with  the  softer  films  (strut-endwall,  vortex  generator,  static  pressure  and 
low-shear  balance  tests)  in  the  first  phase  of  the  study  were  performed  using  a  PCO  model  1600, 
14-bitA/D  cooled  CCD  camera  with  a  55  mm  Nikon  lens  and  12  mm  of  extension  between  the 
lens  and  the  camera.  The  balance  tests  conducted  with  the  stiffer  films  in  the  second  phase  of 
the  study  were  performed  using  a  short  exposure  version  of  a  12-bit  PCO  Sensicam  camera, 
similar  to  that  used  by  ISSI  but  with  reduced  imaging  capability.  The  PCO- 1600  camera  has  a 
better  low  light  level  sensitivity  with  higher  exposure  times  than  the  Sensicam  12-bit  camera, 
which  was  limited  to  less  than  10ms  exposures.  This  restricted  film  imaging  to  lower  f-stops  on 
the  camera  lens  system  and  produced  images  of  a  lower  intensity  range  than  those  measured  in 
the  first  phase  of  the  program  using  the  softer  films.  The  phase  2  tests  used  a  55  mm  Nikon- 
Micro-Nikor  macro  lens  with  ~  12mm  of  extension  between  the  lens  and  camera  body  was  used 
for  imaging.  Image  acquisition  in  phase  2  was  performed  using  CamWare  v2.12  software.  All 
tests  used  the  same  ISSI  LED  lamps  (model  LM2X)  which  were  developed  to  produce  a  uniform 
illumination  field  with  a  400  nm  ouput . 

RESULTS 


Strut-Endwall  Flow 

The  goal  of  this  test  was  to  demonstrate  the  ability  of  the  S3F  to  qualitatively  detect  shear 
stresses  in  water.  The  selection  of  the  strut-endwall  flow  is  based  on  the  simplicity  of  the  setup 
as  well  as  the  wide  recognition  of  the  resulting  complex  flow  field.  This  flow  field  includes 
stagnation  points,  recirculation  zones,  and  pressure  gradients.  Two  strut-endwall  test 
configurations  were  measured.  A  cylindrical  strut  with  a  span  that  protruded  beyond  the 
approach  boundary  layer,  and  a  shorter,  cylindrical  strut  that  had  a  span  of  roughly  50%  of  the 
approach  boundary  layer.  These  two  model  configurations  produce  two  distinct  flow  fields.  The 
long  strut  produces  the  classic  strut-endwall  flow  field  comprised  of  a  stagnation  flow, 


generation  of  a  junction  vortex  and  the  downstream  separation  region.  The  shorter  strut  produces 
a  qualitatively  similar  approach  flow  but  has  an  altered  downstream  flow  pattern  due  to  the 
downstream  stagnation  region  generated  by  the  approach  boundary  deflecting  over  the  cylinder 
and  turning  back  down  toward  the  wall  in  the  separated  flow  region  downstream.  This  produces 
a  3-D  flow  field  qualitatively  similar  to  that  produced  by  flow  over  a  3-D  blunt  object.  The 
turbulent  boundary  layer  thickness  at  the  streamwise  location  of  the  plug  ranged  from  6  to  15  mm 
depending  on  free  stream  velocity. 

The  strut-endwall  tests  were  conducted  by  mounting  a  cylinder  along  the  edge  of  a  1 9-mm 
diameter  plug  with  a  1-mm  deep  cavity  that  was  filled  with  S3F.  The  tests  with  the  short 
cylinder  were  conducted  with  a  3-mm  diameter  cylinder  5-mm  high,  centered  near  one  edge  of 
the  cavity.  The  classic  strut-endwall  tests  with  the  long  cylinder  were  conducted  with  a  5-mm 
diameter  strut  that  was  approximately  50-mm  long.  The  plug  was  mounted  in  the  lower  wall  of 
the  test  section  with  the  film  downstream  of  the  cylinder  and  data  was  acquired  at  several 
velocities  up  to  3. 1  m/s  using  exposure  times  of  20-ms.  For  the  long  cylinder,  the  plug  was  then 
rotated  so  that  the  cylinder  was  located  upstream  of  the  film  and  the  test  conditions  were 
repeated.  Data  from  the  upstream  and  downstream  test  configurations  can  be  combined  to 
provide  a  full  representation  of  the  flow  around  the  long  strut. 

The  short  strut  data  are  shown  in  Figure  6  for  a  tunnel  speed  of  1 .5  m/s.  In  this  case,  only  the 
downstream  condition  was  acquired  so  the  image  shows  the  tangential  and  normal  displacement 
field  on  the  downstream  side  of  the  short  strut.  The  vectors  represent  the  magnitude  and 
direction  of  the  tangential  displacement  field  (indicative  of  shear  stress)  and  the  color  scale 
represents  the  normal  displacement  field  (indicative  of  pressure  gradients).  Note,  the  vectors 
indicate  that  the  film  responds  to  both  the  direction  and  magnitude  of  the  shear  stress  as 
evidenced  by  the  data  near  the  downstream  stagnation  point.  In  both  endwall  strut  tests, 
measured  pixel  displacement  varied  from  sub-pixel  displacement  in  the  low  shear  areas  to 
approximately  1  pixel  displacement  in  the  high  shear  regions  of  the  flows.  The  vectors  depict  a 
separated  flow  with  evidence  of  a  downward  directed  flow  stagnation  point  as  the  boundary  layer 
flows  up  over  and  around  the  cylinder.  This  downward  directed  flow  downstream  produces 
localized  increases  in  wall  shear  magnitude  as  the  two  flow  fields  (side  directed  flow  around  the 
cylinder  and  the  downward  directed  flow  over  the  cylinder)  merge.  The  static  pressure  gradient 
pattern  along  the  wall  is  also  illustrated  in  Figure  6  (color  contours).  The  stagnation  and  the 
separation  regions  are  clearly  depicted  in  the  images.  The  S3F  technique  provides  a  measure  of 
the  pressure  gradient,  and  therefore  a  local  pressure  measurement  in  the  image  field  can  be  used 
to  anchor  the  gradient  measurements  and  provide  a  wall  static  pressure  distribution  around  the 
model.  Tangential  and  normal  displacement  values  along  the  centerline  (section  A-A  in  Figure 
6)  are  converted  to  quantitative  values  of  shear  stress  and  pressure,  these  data  are  also  presented 
in  Figure  6. 

The  classic  strut-endwall  test  results  with  the  long  cylinder  are  shown  in  Figure  7.  In  this 
case,  the  upstream  and  downstream  images  were  combined  to  produce  a  composite  map  of  the 
flow.  Again,  the  tangential  displacement  field  is  represented  using  vectors  to  show  both 
magnitude  and  direction,  and  the  color  contours  represent  normal  displacements.  The  location  of 
the  upstream  junction  vortex  is  apparent  in  the  tangential  displacement  vectors  shown  in  Figure 


7.  These  contour  lines  illustrate  the  curved  geometry  of  the  junction  vortex  as  it  wraps  around 
the  strut  and  provides  an  estimate  of  the  upstream  displacement  of  the  vortex  core  from  the 
leading  edge  of  the  strut.  The  low  free  stream  speed  produces  a  large  junction  vortex  that  does 
not  tightly  wrap  around  the  cylinder  as  depicted  by  the  direction  of  the  contour  lines.  The 
stagnation  point  is  clearly  located  on  the  upstream  side  of  the  cylinder  and  regions  of  increasing 
shear  are  present  as  the  flow  accelerates  around  the  cylinder.  The  downstream  flow  again 
includes  a  wall-shear  stress  stagnation  point,  however  in  this  case  the  pressure  gradient  is 
relatively  flat.  This  stagnation  point  is  the  result  of  the  flow  directed  around  the  cylinder  merging 
behind  the  cylinder.  The  data  along  the  centerline  (section  A-A)  are  converted  to  quantitative 
values  of  pressure  and  shear  stress  and  are  also  presented  in  Figure  7.  The  locations  of  the 
upstream  and  downstream  stagnation  points  are  evident  as  is  the  relatively  flat  pressure  gradient. 
In  these  figures,  ACp  =  (P-Pref)/pU  where  Pref  is  the  free  stream  pressure  (15  psia).  The  skin 
friction  coefficient  is  Cf  =  2iw/pU  .  The  ffeestream  velocity  is  U  in  m/s  and  Tw  is  the  wall  shear 
stress. 
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Figure  6:  Strut-endwall  flow  with  the  short  strut. 


Figure  7:  Strut-endwall  flow  with  the  long  strut. 


Pressure  and  Shear  Stress  behind  a  Vortex  Generator 

The  cylinder  geometry  was  replaced  with  a  Delta-wing  type  vortex  generator  to  further 
illustrate  the  ability  of  the  S3F  to  detect  pressure  gradients  and  wall  shear  patterns  generated  by 
secondary  flow  structures  in  a  boundary  layer.  The  vortex  generator  flow  is  of  interest  for  this 
study  due  to  the  one-dimensional  structure  of  the  flow.  Remember  that  the  model  currently  used 
to  convert  tangential  and  normal  displacements  to  quantitative  pressures  and  shear  stress  is  based 
on  a  one-dimensional  linear  assumption.  The  A-A  sections  selected  in  Figure  6  and  Figure  7  for 
conversion  to  quantitative  data  were  chosen  because  the  shear  stress  along  these  lines  is  nearly 
one-dimensional.  The  vortex  generator  flow  produces  a  nearly  one-dimensional  shear  stress 
field,  and  therefore  the  conversion  to  quantitative  values  of  pressure  and  shear  along  several 
sections  should  be  possible. 

A  2-inch  by  4-inch  cavity  of  1-mm  depth  was  filled  with  S3F  and  a  small  vortex  generator 
was  positioned  on  the  upstream  side  of  the  cavity.  Again,  data  were  acquired  at  several  tunnel 
velocities  up  to  3.1  m/s.  The  tangential  and  normal  deformation  field  for  tunnel  operation  at  1 .5 
m/s  is  shown  in  Figure  8.  The  presence  of  the  vortex  is  indicated  by  the  sharp  variations  in  the 
normal  deformation  field  associated  with  the  pressure  gradient  from  the  shed  vortex.  The  color 
contours  show  the  high  pressure  field  (blue  and  magenta)  caused  by  the  downward  directed  flow 
of  the  vortex  on  one  side  with  the  corresponding  low  pressure  field  (yellow  and  red)  on  the 
upwash  side  of  the  vortex  as  illustrated  in  Figure  8.  The  scale  on  the  left  indicates  percent 
normal  deformation  of  the  film,  with  positive  values  designating  the  film  is  thinner  and  negative 
values  designating  the  film  is  thicker.  Quantitative  values  of  pressure  and  shear  are  also 
presented  in  Figure  8  for  three  sections  downstream  of  the  vortex  generator.  As  expected,  the 
magnitude  of  the  pressure  and  shear  stress  disturbance  are  higher  near  the  trailing  edge  of  the 
vortex  generator.  As  the  vortex  convects  downstream,  viscous  dissipation  spreads  the  vortex  out 


creating  a  wider  region  of  influence  but  a  smaller  magnitude  of  shear  stress  and  pressure.  The 
quantities  of  Cf  and  ACP  are  defined  as  is  Figures  6  and  7. 
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Figure  8:  Visualization  of  the  pressure  gradient  behind  a  vortex  generator. 


Wall  Shear  Stress  Measurements  Using  S3F  Plugs 

Quantitative  measurements  of  shear  stress  should  be  possible  with  the  S3F  and  these 
measurements  should  be  repeatable  using  films  of  different  properties.  This  was  verified  by 
measuring  wall  shear  on  the  wall  of  the  12-inch  tunnel  test  section  using  three  S3F  samples  with 
differing  material  properties  (stiffness).  Several  plugs  with  a  cavity  diameter  of  19-mm  and  a 
depth  of  1-mm  were  filled  with  S3F.  Each  plug  had  a  S3F  with  a  different  shear  modulus, 
varying  from  290  Pa  to  591  Pa.  The  plugs  were  positioned  flush  with  the  lower  wall  of  the  test 
section  and  data  were  acquired  at  several  velocities  from  0.6  m/s  to  3.7  m/s.  The  shear  stress 
measured  by  the  three  plugs  as  function  of  velocity  is  presented  in  Figure  9.  Note  that  while  the 
shear  modulus  of  the  film  is  varied  by  a  factor  two,  the  measured  shear  stress  is  relatively 
constant. 

To  evaluate  the  accuracy  of  the  S3F  measurements  they  are  compared  to  experimental 
measurements  of  shear  stress  on  a  drag  balance.  Experimental  measurements  of  shear  stress 
were  conducted  over  a  range  of  velocities  between  0.75 -m/s  and  4-m/s  using  the  ARL  drag 
balance  and  these  data  points  were  used  to  generate  a  curve  for  comparison  to  the  S3F  data.  The 
S3F  data  are  plotted  with  the  drag  balance  curve  in  Figure  9.  The  S3F  data  compares  favorably 
with  the  drag  balance  measured  average  shear  stress  in  this  velocity  range.  Unfortunately  the 
films  produced  for  this  portion  of  the  test  were  not  stiff  enough  to  withstand  higher  velocities  and 
could  not  be  tested  above  4  m/s  without  the  formation  of  surface  waves.  Much  of  the  interest  in 
the  ARL  water  tunnel  facility  involves  higher  velocity,  and  thus  higher  shear  stress  environments. 
While  these  data  can  not  clearly  validate  the  quantitative  aspect  of  the  S3F  at  the  higher 
velocities,  it  is  concluded  that  the  measurements  are  repeatable  using  films  of  different  properties 


and  these  measurements  compare  favorably  with  experimental  measurements  of  shear  stress 
using  a  drag  balance.  The  S3F  wall-shear  stress  measurement  technique  is  basically  a  surface 
PIV  measurement  of  the  surface  strain  field.  As  a  result,  it  is  sensitive  to  similar  uncertainties  in 
the  “particle”  displacement  measurement.  The  S3F  data  presented  in  Figure  9  represents  strain 
displacements  of  less  than  1  pixel  at  the  lowest  velocity  to  greater  than  1  pixel  at  the  higher 
velocities.  The  increased  error  at  low  velocity  may  be  due  to  a  sub-pixel  displacement 
uncertainty  or  resolution  effect  creating  a  bias  offset  in  the  results.  It  is  possible  that  the  error 
may  also  be  associated  with  calibration  uncertainty  in  determining  the  film  properties  (thickness 
and  modulus)  that  are  used  in  the  stress  analysis  model  to  determine  applied  load  in  response  to 
the  measured  surface  deformation. 


S3F  Plugs 


Velocity  [m/s] 


Figure  9:  Shear  stress  measured  using  three  S3F  plugs  at  a  range  of  velocities. 

Effect  of  Static  Pressure  Changes  on  S3F 

One  issue  of  concern  was  the  effect  that  static  pressure  changes  would  have  on  the  S3F 
measurement  of  the  surface  stress  distribution.  Theoretically,  the  film  is  not  compressible  and 
therefore,  changes  in  static  pressure  should  have  no  effect  on  measurements  of  shear  stress.  In 
reality,  even  a  slight  compressibility  of  the  film  could  have  an  impact  on  shear  stress 
measurements  as  the  magnitude  of  the  pressure  force  is  often  several  orders  of  magnitude  larger 
than  the  magnitude  of  the  shear  stress.  The  12-inch  tunnel  provides  an  excellent  environment  to 
test  this  assumption.  The  tunnel  velocity  conditions  can  remain  constant  while  the  tunnel  static 
pressure  is  varied.  The  test  procedure  is  based  on  the  assumption  that  the  shear  stress  is  a 
constant  for  a  given  velocity  while  the  static  pressure  is  varied.  The  data  is  reduced  using  a 


wind-on  image  at  20-psia  as  the  reference  condition,  this  should  allow  the  effect  of  static 
pressure  to  be  evaluated.  Assuming  that  the  static  pressure  has  no  impact  on  measurements  of 
pressure  gradients  and  shear  stress,  the  reduced  data  should  show  zero  tangential  and  normal 
deformation. 

The  19-mm  diameter  by  1-mm  deep  plugs  were  mounted  flush  with  the  tunnel  wall.  Images 
of  the  film  were  acquired  at  a  tunnel  speed  of  1.5  m/s  while  the  tunnel  static  pressure  was  varied 
between  10-psia  and  30-psia.  Reduced  data  for  15-psia  and  30-psia  tests  are  shown  in  Figure  10. 
While  the  normal  displacement  field  is  constant,  a  slight  variation  in  the  tangential  displacement 
field  was  detected.  The  tangential  displacement  field  varied  over  the  surface  of  the  plug  and  the 
magnitude  was  approximately  0.1  pixel.  Note  in  Figure  10,  the  distortion  in  the  tangential  field 
is  directed  inward  when  the  tunnel  is  at  a  higher  pressure  than  the  reference  condition  and 
outward  when  the  tunnel  is  at  a  lower  pressure.  At  this  point,  these  results  are  considered 
inconclusive.  The  distortion  in  the  tangential  displacement  field  may  be  associated  with  the 
imaging  system  and  not  the  film.  Changes  in  the  tunnel  static  pressure  result  in  distortion  or 
residual  stress  in  the  tunnel  windows  and  this  could  cause  slight  distortions  in  the  S3F  images 
since  the  film  is  imaged  through  this  window.  Since  the  original  wind-on  image  was  obtained  at 
a  tunnel  static  pressure  of  20  psia,  the  reversing  sign  in  the  measured  wall  shear  stress 
distributions  with  varying  tunnel  static  pressure  above  and  below  20  psia  may  be  reasonable  if 
this  error  is  caused  by  small  stress  gradients  (refractive  index  gradients)  in  the  window  induced 
by  the  changes  in  the  pressure  loading. 


•  Normal  component  constant  •  High  pressure  vectors  point  in 

•  Shear  component  distorted  •  Low  pressure  vectors  point  out 

•  Image  warping?  •  Magnitude  ~  0.1  pixel 
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Figure  10:  Response  of  film  to  changes  in  static  pressure. 


It  should  be  noted  that  the  normal  force  associated  with  a  5-psi  change  in  static  pressure  is 
about  34  KPa  while  the  tangential  force  is  about  30  Pa;  a  relative  magnitude  of  about  1000.  If 
there  is  any  cross  talk  between  the  static  pressure  and  shear  stress  this  effect  would  be  difficult  to 
eliminate  here.  We  believe  that  the  distortion  error  could  be  minimized  by  acquiring  a  wind-off 
image  at  each  static  pressure.  An  alternative  solution  would  be  to  image  through  windows  that 


have  a  lower  sensitivity  to  refractive  index  change  with  applied  load.  Regardless  of  the  cause  of 
the  variation  however,  care  must  be  taken  to  eliminate  this  source  of  error  from  the  system. 

Wall  Shear  Stress  Measurements  Using  Stiffer  S3F  Films 

The  first  entry  in  the  water  tunnel  provided  promising  results,  however  the  films  produced  for 
this  entry  were  too  soft  to  operate  above  4  m/s.  To  evaluate  the  S3F  for  measurements  at  the 
higher  shear  stresses  generally  encountered  in  the  12-inch  tunnel,  a  second  entry  was  conducted. 
The  goal  of  this  entry  was  to  make  a  direct  comparison  between  the  shear  stress  measured  by  the 
12-inch  tunnel  large  drag  balance  and  that  measured  by  the  S3F  film  with  stiffer  characteristics 
suitable  for  higher  shear  stress  loads.  S3F  films  were  applied  to  an  aluminum  plate  that  mounted 
onto  the  tunnel  drag  balance.  The  plate  included  two  cavities  of  1  -mm  depth,  one  cavity  was 
filled  with  S3F  of  shear  modulus  ~  3.67  KPa  and  the  second  cavity  contained  S3F  with  a  shear 
modulus  of  ~  12.54  KPa.  The  plate  was  installed  on  the  balance  floating  element  in  the  tunnel 
and  images  were  acquired  by  ARL  staff  at  a  series  of  tunnel  velocities. 

These  ARL  tests  were  conducted  using  a  short  exposure  version  of  a  12-bit  PCO  Sensicam 
camera,  similar  to  that  used  by  ISSI  but  with  reduced  imaging  capability.  The  ISSI  model  PCO- 
1600  camera  has  a  better  low  light  level  sensitivity  with  higher  exposure  times  than  the  ARL 
camera,  which  was  limited  to  less  than  10ms  exposures.  This  restricted  film  imaging  to  lower  f- 
stops  on  the  camera  lens  system  and  produced  images  of  a  lower  intensity  range  than  those 
measured  in  the  first  phase  of  the  program  using  the  ISSI  camera.  A  55  mm  Nikon-Micro-Nikor 
macro  lens  with  ~  12mm  of  extension  between  the  lens  and  camera  body  was  used  for  imaging. 
Image  acquisition  was  performed  using  CamWare  v2.12  software.  The  second  phase  tests  used 
the  same  ISSI  LED  lamps  used  in  the  first  phase  of  the  tests. 

These  tests  were  also  conducted  in  a  random  mode  with  varying  lens  f-stop  and  image 
acquisition  modes  to  assess  hysteresis,  and  the  effects  of  f-stop  and  frame  averaging.  Repeat 
tests  were  conducted  to  assess  overall  repeatability.  Images  were  acquired  at  two  F-stops,  f3.5 
and  f8,  and  two  acquisition  modes,  individual  frames  at  10  ms  exposure  and  frame  averaging 
with  32  frames  at  10  ms  exposure  per  frame.  Data  images,  without  tunnel  velocity  or  drag 
balance  data,  were  sent  to  ISSI  for  processing  in  a  blind  protocol  where  shear  stress 
measurements  were  determined  and  returned  to  ARL  for  comparison  to  the  drag  balance 
measurements. 

Data  was  first  acquired  on  the  softer  of  the  two  films  (3.679  KPa)  for  velocities  between  0 
and  8.1  m/s.  The  softer  film  exhibited  surface  waves  above  8  m/s  ffeestream  velocity.  The  first 
test  followed  a  random  velocity  matrix  where  tunnel  velocity  was  increased  and  decreased  in  a 
random  fashion.  This  provides  an  assessment  of  the  films  ability  to  respond  to  changes  in 
velocity  and  assesses  any  hysteresis.  Figure  1 1  shows  the  measured  shear  stress  for  the  film  and 
balance  plotted  as  a  function  of  run  number  for  two  successive  runs,  the  known  shear  stress  for  a 
smooth  flat  plate  curve  is  included  in  this  figure  for  comparison.  The  plate  the  S3F  films  were 
mounted  in  had  leading  and  trailing  edges  that  were  not  as  flush  mounted  to  the  balance  floating 
element  as  is  usually  required  (approximately  3-5  thousandths  high  in  some  areas)  and  thus, 
resulted  in  a  slightly  higher  balance  reading  than  the  rigid  smooth  plate  result  that  was  expected. 


This  is  indicated  by  the  fact  that  the  drag  balance  data  points  are  consistently  higher  than  the 
corresponding  Rigid  Wall  (smooth  flat  plate)  data  points  in  Figure  11,  which  are  consistently 
measured  to  within  ±3%  with  this  balance  when  using  the  ARL  smooth  wall  flat  plate  floating 
element  module  for  this  balance.  The  data  shown  in  Figure  1 1  indicates  that  an  error  was 
observed  in  the  measured  shear  when  the  film  was  loaded  beyond  50  Pa.  The  50  Pa  load 
condition  corresponds  to  the  point  where  surface  waves  were  observed  with  this  film.  It  is 
concluded  that  this  oscillation  of  the  film  had  the  effect  of  smearing  (de-focusing)  the  image  of 
the  marker  particles  on  the  film  surface.  This  resulted  in  a  loss  of  a  clean  correlation  peak,  and 
thus  inaccurate  tangential  displacement  data.  Finally,  the  issue  of  hysteresis  is  addressed  by 
acquiring  a  zero  shear  data  point  at  the  end  of  each  run.  The  magnitude  of  the  shear  stress 
measured  by  the  film  was  consistently  below  1 .5  Pa  indicating  that  the  film  exhibits  small  to 
negligible  hysteresis. 


Drag  Plate 


Figure  1 1 :  Comparison  of  measured  wall  shear  between  the  S3F  and  balance. 

The  shear  stress  measured  using  the  soft  film  is  plotted  versus  the  smooth  wall  balance 
reading  for  three  repeats  with  a  lens  f-stop  of  8  in  Figure  12.  Perfect  agreement  would  show  the 
S3F  data  points  on  the  black  line  in  Figure  12.  The  balance  data  used  in  Figure  1 1  measures 
roughly  5%  higher  than  expected  as  explained  above,  and  therefore  the  smooth  wall  data  from 
Figure  1 1  was  used  in  Figure  12  for  comparison.  Overall,  good  agreement  was  obtained  for 
shear  stress  values  below  ~50  Pa  (6  m/s).  As  noted  above,  at  higher  tunnel  velocities  the  film 
response  does  not  accurately  predict  the  shear  stress.  Again,  during  data  acquisition  it  was  noted 
that  the  film  began  to  experience  a  tangential  oscillation  at  higher  velocities.  It  is  concluded  that 
this  oscillation  of  the  film  had  the  effect  of  smearing  marker  particles  on  the  film  surface.  This 


resulted  in  a  loss  of  a  clean  correlation  peak,  and  thus  inaccurate  tangential  displacement  data. 
Minimizing  the  oscillation  of  the  film  is  necessary  for  shear  measurements  at  higher  velocities. 
The  low  W1  (open  diamond)  value  (~0  Pa)  at  the  balance  measurement  of  ~32  Pa  is  the  run  5 
data  point  in  Figure  1 1 ,  and  is  a  result  of  image  decorrelation  due  to  tangential  oscillations  of  the 
film  in  run  4  as  explained  above.  Disregarding  this  one  point,  the  agreement  is  quite  good. 

Data  was  next  acquired  on  the  stiff  (12.54  KPa)  film  up  to  16.1  m/s.  The  shear  stress 
measured  using  the  stiff  film  is  plotted  versus  the  shear  stress  measured  using  the  smooth  wall 
data  in  Figure  13.  Data  along  the  black  line  would  indicate  agreement  between  the  S3F  data  and 
the  smooth  wall  shear  correlation.  In  this  Figure,  the  smooth  wall  shear  correlation  is  used  for 
comparison  since  the  low  shear  film  started  tearing  off  the  plate  once  the  freestream  velocity 
exceeded  1 1  m/s.  The  balance  measured  a  progressively  higher  force  at  a  given  velocity  as  the 
high  shear  test  progressed  due  to  the  cavity  forming  at  the  downstream  end  of  the  balance  section 
as  the  low  shear  film  deteriorated.  This  cavity  acted  as  a  severe  roughness  element  to  the 
balance.  The  cavity  disturbance  was  located  more  than  1 5  boundary  layer  thicknesses 
downstream  of  the  high  shear  film  located  in  the  middle  of  the  balance  plate  and  therefore, 
should  have  a  minimal  impact  on  the  measured  shear  by  the  high  shear  film.  Since  the  balance 
shows  better  than  the  5%  agreement  with  the  smooth  rigid  plate  correlation  when  the  S3F  film 
plate  was  smooth  and  this  error  can  be  attributed  to  the  leading  and  trailing  edge  misalignment  of 
the  plate,  the  comparison  of  the  high  shear  film  data  to  the  well-documented  smooth  rigid  plate 
correlation  for  this  facility  is  reasonable. 


S3F  Shear  Modulus  =  3.679  kPa 


Figure  12:  Comparison  of  shear  stress  measured  using  the  soft  film  and  drag  balance. 


It  is  clear  that  the  stiffer  film  captured  the  correct  trend  throughout  the  range  of  velocities 
however;  the  magnitude  of  the  S3F  measurement  is  ~  25%  below  the  smooth  plate  expected 
value  at  the  high  wall  shear  stress.  It  is  noted  that  this  film  (12.54  KPa)  is  the  stiffest  film  (by  a 
factor  of  about  4)  that  has  been  produced  to  date.  The  technique  generally  used  to  determine  the 
shear  modulus  of  the  films  was  not  effective  for  this  film  and  therefore,  an  auxiliary  technique 
based  on  an  FEA  model  was  applied.  It  is  possible  that  the  error  in  the  shear  stress 
measurements  is  associated  with  an  incorrect  calibration  of  the  shear  modulus  of  the  film. 

The  data  shown  in  Figure  13  suggests  that  better  agreement  could  be  achieved  with  improved 
calibration  or  with  the  development  of  an  in-situ  calibration  method.  The  Wg  data  set  was  the 
last  run  acquired  during  this  test  period.  The  film  had  been  continually  immersed  in  water  for 
more  than  48  hours  and  was  imaged  using  the  averaging  modality.  It  is  not  clear  if  the  slight 
difference  between  the  We  and  Wg  data  sets  are  due  to  the  imaging  modality  or  due  to  possible 
changes  in  film  properties  (modulus  or  bonding  strength  at  the  aluminum  interface)  with 
immersion  time.  Further  investigation  is  recommended  to  resolve  these  issues  (calibration  of 
stiff  films,  imaging  mode,  immersion  time  or  bonding). 


S3F  Shear  Modulus  =  12.54  kPa 


Figure  13:  Comparison  of  shear  stress  measured  using  the  stiff  film  and  drag  balance. 

1  Goldstein,  Fluid  Mechanics  Measurements,  Taylor  &  Francis,  1996. 

1  Reda,  D.C.,  Wilder,  M.C.,  Mehta,  R.D.,  and  Zilliac,  G.  “Measurements  of  continuous  pressure 
and  shear  distributions  using  coating  and  imaging  techniques,”  A1AA  Journal,  36:895-9, 
1998. 

!  Zhong,  S.,  “Detection  of  flow  separation  and  reattachment  using  shear-sensitive  liquid 
crystals,”  Experiment  in  Fluids ,  32:667-73,  2002. 


1  Sheplak,  M.,  Cattafesta,  L,  and  Nishida,  T.,  “MEMS  Shear  Stress  Sensors:  Promise  and 
Progress,”  AIAA-2004-2026. 

1  Deutsch,  S.,  Fontaine,  A.A.,  Money,  M.J.,  and  Petrie,  H.L.,  “Combined  Polymer  and 
Microbubble  Drag  Reduction  on  a  Large  Flat  Plate,”  Accepted  for  Publication,  J.  Fluid 
Mechanics,  2005. 

1  Hochareon,  P.,  Manning,  K.B.,  Fontaine,  A. A.,  Tarbell,  J.M.,  and  Deutsch,  S.,  “Wall  shear-rate 
estimation  within  the  50cc  Penn  State  Artificial  Heart  using  particle  image  velocimetry,” 
ASME  J Biomech.  Eng.,  126:430-37,  2004. 

1  Fourguette,  D.,  Modarress,  D.,  Wilson,  D.,  Koochesfahani,  M.,  and  Gharib,  M.,  “An  Optical 
MEMS-Based  Shear  Stress  Sensor  for  High  Reynolds  Number  Applications, ’’AIAA-03-0742, 
Reno,  January  2003. 

1  US  Patent  5438879. 

1  Liu,  T.,  and  Sullivan,  J.,  “Luminescent  oil-film  skin  friction  meter,”  AIAA  Journal,  36(8):  1460- 
5,  1998. 

1  Liu,  T.,  and  Sullivan,  J.,  “Pressure  and  Temperature  Sensitive  Paints,”  Springer- Verlag,  Berlin, 
2004. 

1  Tarasov,  V.N.,  and  Orlov,  A.A.,  “Method  for  determining  shear  stress  on  aerodynamic  model 
surface,”  Patent  of  Russia,  4841553/23/1990. 

1  Tarasov,  V.,  Fonov,  S.,  Morozov,  A.,  "New  gauges  for  direct  skin  friction  measurements,” 
Proceedings  of  1 7th  International  Congress  on  Instrumentation  in  Aerospace  Simulation 
Facilities  (ICIASF),  Monterey,  California,  September  29  through  October  2,  1997. 

1  Braess,  D.  “Finite  Element,”  Second  Edition,  Cambridge  University  Press,  2001. 

1  Madavan,  N.K.,  Deutsch,  S.,  and  Merkle,  C.L.,  “Reduction  of  turbulent  skin  friction  by 
microbubbles,”  Phys  Fluids,  27:356-63,  1984. 

1  Petrie,  H.L.,  Deutsch,  S.,  Brungart,  T.A.,  and  Fontaine,  A.A.,  “Polymer  drag  reduction  with 
surface  roughness  in  flat-plate  turbulent  boundary  layer  flow,”  Exp  Fluids,  35:8-23,  2003. 

1  Deutsch,  S.,  Moeny,  M.J.,  Fontaine,  A.A.,  and  Petrie,  H.L.,  “Microbubble  Drag  Reduction  in 
Rough  Walled  Turbulent  Boundary  Layers  with  Comparison  against  Polymer  Drag 
Reduction,”  Exp.  Fluids,  37(5):73 1  -44,  2004. 

Progress 

An  evaluation  test  of  the  S3F  film  technology  has  been  conducted  in  the  twelve  inch  water 
tunnel  at  the  Applied  Research  Laboratory.  Qualitative  analysis  of  the  data  indicates  that  the  film 
responds  to  changes  in  the  direction  and  magnitude  of  the  local  shear  stress.  Quantitative 
comparison  of  the  shear  stress  measurements  agreed  with  measurements  from  the  drag  balance  to 
within  ±25%  over  the  majority  of  the  test  range  with  increased  uncertainty  at  the  lowest  wall 
shear  stresses  tested.  Some  of  this  low  shear  uncertainty  may  be  due  to  an  image  resolution  limit 
similar  to  that  observed  in  PIV  with  sub-pixel  displacement  uncertainty.  Increased  image 
magnification  or  increased  CCD  chip  size  ( #  of  pixels)  may  improve  this.  Results  obtained 
using  the  stiffer  film  modulus,  shear  modulus  12.5  KPa,  display  the  correct  trends  but 
consistently  under  predict  the  shear  stress  by  up  to  25%  above  a  50  Pa  applied  load.  This  was  the 
stiffest  film  produced  to  date.  Possible  sources  of  this  error  may  be  in  the  film  calibration  or  in 
the  possibility  that  adherence  properties  may  have  changed  in  the  course  of  testing  at  these  high 
wall  shear  stresses. 


In  general,  accurate  wall  shear  stress  measurements  can  be  very  difficult  with  typical 
uncertainties  on  the  order  of  ±5%.  The  best  wall  shear  measurement  systems  are  either  single¬ 
point,  single-measurement  devices  like  hot  films  or  single-measurement,  spatially  averaging 
devices  like  force  balances.  Overall,  the  S3F  technology  shows  very  promising  capability  as  a 
wall  shear  stress  sensor  in  hydrodynamic  applications.  Its  main  advantages  are  the  spatial 
measurement  of  all  three-components  of  the  wall  stress  (two-component  wall  shear  and  the 
normal  component  related  to  pressure)  applied  to  a  surface  and  its  potential  for  high  frequency 
response.  Pressure  gradient  is  measured  as  opposed  to  the  local  pressure.  However,  the  spatial 
wall  static  pressure  field  as  a  function  of  time  can  be  determined  by  anchoring  the  measured 
pressure  gradient  distribution  with  a  known  pressure  measurement  by  a  pressure  transducer.  It 
displays  very  good  surface  finish,  important  in  high  Reynolds  number  applications,  and  exhibits 
good  durability  under  high  load.  While  flat  surfaces  were  the  only  models  coated  in  this  test,  the 
technology  should  be  applicable  to  curved  surfaces  or  models  with  complex  geometries.  The 
primary  requirement  is  the  need  for  optical  access  to  either  the  wet  surface  of  the  film  or  from  the 
mounting  side  of  the  film.  The  films  can  be  susceptible  to  damage  if  care  is  not  exercised  during 
mounting  and  installing  of  test  models  and  surfaces,  but  this  level  of  care  is  no  more  than  would 
be  needed  for  hot  films  or  surface  oil  applications. 

It  is  suggested  that  a  high  quality  camera  (low  light  sensitivity,  high  bit  resolution  >1 2-bit, 
and  low  noise)  is  used  for  the  imaging  hardware  due  to  the  florescence  component  of  the 
measurement.  A  stereoscopic  (two-camera)  system  is  under  development  to  eliminate  the  need 
for  fluorescence,  but  this  system  increases  imaging  complexity  and  optical  access  requirements 
for  the  S3F  film  system.  Since  the  wall  shear  stress  measurement  is  essentially  a  “PIV-type”  wall 
strain  measurement,  similar  problems  and  concerns  that  must  be  addressed  in  PIV  measurements 
to  obtain  accurate  particle  displacement  need  to  be  considered  here  with  this  technique:  camera 
quality,  image  quality,  number  of  surface  particles,  image  resolution  relative  to  expected  surface 
displacement,  etc.  Evaluation  of  the  current  data  suggests  that  image  focus  of  the  test  surface  is 
critical  in  minimizing  measurement  error,  similar  to  conventional  PIV.  The  tests  conducted  with 
varying  f-stop  indicate  that  the  higher  f-stop  images  provided  better  wall-shear  estimates  and  may 
correlate  to  improved  focus  with  the  higher  f-stop.  Furthermore,  the  results  comparing  frame 
averaging  to  the  averaging  of  up  to  20  individually  acquired  frames  were  inconclusive  in 
identifying  whether  one  method  of  imaging  is  better  than  the  other.  It  is  expected  that,  like  in 
other  measurement  systems  like  PIV  for  example,  increasing  the  number  of  frames  or  images 
used  in  any  statistical  estimation  of  the  wall  shear  will  improve  overall  uncertainty  in  the 
estimated  value. 

The  primary  limitation  of  the  current  system  is  the  assumption  of  linear  behavior  in  the 
mathematical  modeling  that  may  limit  the  quantitative  accuracy  of  the  films  to  regions  of  the 
flow  field  exhibiting  2-D  behavior.  The  mathematical  inversion  model  can  be  extended,  though, 
to  more  complex  scenarios  using  a  full  3-D  finite  element  analysis  of  the  film  which  is  possible 
with  current  processing  (hardware  and  software)  capabilities.  The  image  processing  software 
currently  available  with  the  system  would  need  to  be  enhanced  to  perform  this  analysis.  Once 
developed,  it  is  recommended  that  follow  up  tests  be  conducted  to  evaluate  the  quantitative 
improvement  in  the  estimated  value  using  the  more  complicated  3-D  modeling  inversion  over 


that  currently  obtained  with  the  linear  model.  Extension  to  a  3-D  modeling  approach  should 
provide  reasonable  quantitative  measurements  in  even  complex  flows  over  complex  surfaces. 

Several  unanswered  questions  remain  from  this  test  and  should  be  addressed.  The  long  term 
stability  of  the  film  adhesion  to  a  surface  under  water  needs  to  be  addressed.  The  short  several 
day  test  exhibited  promising  results  in  this  direction.  Does  exposure  to  corrosive  fluids  like  sea¬ 
water  impact  film  adherence  or  longevity?  Is  the  film  susceptible  to  environmental  fouling, 
common  at  sea,  or  can  it  be  top  coated  with  a  thin  antifouling  membrane?  In  this  study,  all  the 
films  were  applied  to  the  test  surfaces  in  a  similar  fashion  -  molded  into  a  cavity.  Different 
application  techniques  can  be  used  to  apply  the  film,  such  as  spraying,  and  should  be  tested  for 
durability  and  accuracy  in  the  measurement  and  calibration.  The  ability  to  apply  the  films  using 
a  variety  of  techniques  would  increase  the  versatility  of  the  technique  to  use  on  complex 
geometries  where  cavity  molding  may  not  be  possible.  Finally,  an  improved  calibration 
technique  must  be  developed  for  the  stiffer  films. 
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